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PROJECT INFORMATION

ADDRESS:
55 MANGROVE BAY ROAD
SANDYS MA05

ZONING: RESIDENTIAL 2

LISTING: GRADE II

SITE AREA: 14190.70 SQ.FT

EXISTING SITE COVERAGE:   2249 SQ.FT. (POST OFFICE, NOT PART OF THIS APPLICATION)
1599 SQ. FT. (SOMERSET CLINIC)

PROPOSED SITE COVERAGE:   0 SQ.FT. (POST OFFICE, NOT PART OF THIS APPLICATION)
283 SQ. FT. (SOMERSET CLINIC)

TOTAL SITE COVERAGE: 4131 SQ.FT.

EXISTING FLOOR AREA:    3848 SQ.FT.

PROPOSED FLOOR AREA:   283 SQ. FT.

TOTAL FLOOR COVERAGE: 4131 SQ.FT.

EXISTING ROOF AREA:    3848 SQ.FT.

PROPOSED ROOF AREA:   283 SQ. FT.

TOTAL ROOF COVERAGE: 4131 SQ.FT.

EXISTING TANK CAPACITY:    10,625.6 GALS

PROPOSED TANK CAPACITY:   0 GALS

TOTAL TANK CAPACITY: 10,625.5 GALS
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GENERAL DEMOLITION NOTES

THIS DRAWING INDICATES THE EXTENT OF DEMOLITION ONLY AND
DOES NOT INDICATE SEQUENCING PROPPING REQUIREMENTS OR
TEMPORARY WORKS.

REMOVE ALL MATERIAL AS INDICATED AS REQUIRED TO ALLOW FOR
CONSTRUCTION.

CONTRACTOR TO REVIEW WITH OWNER WHETHER ANY ITEMS ARE TO
BE SELECTIVELY DEMOLISHED FOR REUSE OTHER THAN THOSE NOTED
ON DRAWINGS.

THE CONTRACTOR SHALL FIELD VERIFY BURIED SERVICES WITH THE
RELEVANT AUTHORITIES BEFORE UNDERTAKING ANY SITE WORK.

PREPARE EXISTING SURFACES FOR NEW APPLIED SURFACES ONCE
EXISTING FINISHES HAVE BEEN REMOVED

IF HAZARDOUS MATERIALS ARE ENCOUNTERED DURING DEMOLITION
OPERATIONS, COMPLY WITH THE APPLICABLE REGULATIONS, LAWS
AND ORDINANCES CONCERNING REMOVAL, HANDLING AND
PROTECTION AGAINST EXPOSURE OR ENVIRONMENTAL POLLUTION

THE CONTRACTOR SHALL REMOVE ANY INSPECTION CHAMBERS IF
AFTER SITE INSPECTION THEY ARE DETERMINED NOT TO BE
REQUIRED.

ONCE INTERIOR CEILINGS ARE REMOVED, CONTRACTOR
TO ALLOW FOR THE BUILDING TO BE FUMIGATED AND CHECK IF ANY RAFTERS
ARE COMPROMISED

GENERAL PLUMBING DEMOLITION NOTES

THE PLUMBING CONTRACTOR SHALL REMOVE ALL PLUMBING
FIXTURES, EQUIPMENT, FLOOR DRAINS AND PIPING AS SHOWN OR
INDICATED ON THE DRAWINGS.

ALL PIPING TO BE REMOVED SHALL BE REMOVED COMPLETELY OR AS
OTHERWISE SHOWN OR INDICATED ON DRAWINGS. ALL PIPE HANGERS,
SHALL BE REMOVED COMPLETELY WITH PIPING. NO EXISTING HANGER
SYSTEMS SHALL BE REUSED FOR NEW PIPING.

ALL PIPING TO BE REMOVED SHALL BE REMOVED TO BELOW FLOOR,
ABOVE CEILING OR IN WALLS BACK TO MAINS OR SHUT OFF VALVES
AND PROPERLY CAPPED PER CODE WITHOUT LEAVING DEAD END
PIPING. NO EQUIPMENT OR DEVICES THAT HAVE BEEN DISCONNECTED
AND OR ABANDONED SHALL REMAIN.

ALL EXISTING PIPING AND EQUIPMENT SHOWN HAS BEEN TAKEN FROM
THE BEST AVAILABLE EXISTING INFORMATION. THE DRAWINGS ARE
DIAGRAMMATIC ALL FIXTURES, PIPING AND DEVICES MAY NOT BE
SHOWN. THE INTENT OF THESE DRAWINGS IS THAT IN ALL AREAS OD
THE RENOVATION THAT THEY ARE REMOVED, WHETHER OR NOT
SHOWN.

THE PLUMBING CONTRACTOR SHALL VISIT THE SITE AND BECOME
FAMILIAR WITH THE EXISTING SYSTEMS AND CONDITIONS IN AREAS OF
RENOVATION.

ANY SYSTEMS OR EQUIPMENT TO REMAIN ACTIVE DURING
RENOVATION SHALL BE KEPT IN OPERATION BY PROVIDING
TEMPORARY PIPING CONNECTION AS REQUIRED UNTIL NEW SYSTEMS
ARE INSTALLED AND OPERATIONAL.

THE PLUMBING CONTRACTOR SHALL COORDINATE WITH THE OWNER
AND OR GENERAL CONTRACTOR ANY AND ALL PHASING OF THE
PLUMBING DEMOLITION WORK IN ORDER TO SATISFY THE
CONSTRUCTION SCHEDULE AND OWNERS OCCUPANCY REQUIREMENT.

ANY FIXTURE OR EQUIPMENT TO BE REMOVED AND REUSED OR
TURNED OVER TO THE OWNER, AT OWNER REQUEST, OR AS INDICATED
ON THE DRAWINGS SHALL BE CAREFULLY REMOVED AND STORED TO
PREVENT DAMAGE.

THE PLUMBING CONTRACTOR SHALL ALSO REVIEW THE
ARCHITECTURAL DEMOLITION DRAWINGS AS PART OF THIS CONTRACT
FOR ADDITIONAL INFORMATION AND REQUIREMENTS.

ALL SERVICE INTERRUPTIONS SHALL BE COORDINATED AND
APPROVED WITH THE OWNER IN ADVANCE PRIOR TO COMMENCEMENT
OF ANY WORK.

THE PLUMBING CONTRACTOR SHALL COORDINATE THE DEMOLITION
WORK WITH THAT OF OTHER TRADES IN ORDER TO AVOID CONFLICTS.

ARE COMPROMISED

ELECTRICAL DEMOLITION NOTES

DISCONNECT AND REMOVE ELECTRICAL WHICH WILL INTERFERE WITH
THE DEMOLITION AND REMOVAL OF WALLS, FLOORING AND OR CEILING
AS DESCRIBED. REMOVE EXISTING WIRING AND CONDUIT BACK TO
PANEL AND DISCARD.

DISCONNECT AND REMOVE ALL EXISTING LIGHTS AND LIGHTING
CONTROLS IN THIS AREAS AS SHOWN. REMOVE EXISTING LIGHTS AND
LIGHTING CONTROLS IN THIS AREAS AS SHOWN. REMOVE EXISTING
WIRING AND CONDUIT BACK TO PANEL AND DISCARD UNLESS IT CAN
BE REUSED, INSTALL NEW LIGHTS AND LIGHTING CONTROLS AS
SHOWN ON PROPOSED ELECTRICAL PLANS. PROVIDE BLANK COVER
PLATES FOR EMPTY GANG BOXES.

COORDINATE DISCONNECTION WITH PLUMBING CONTRACTOR.
REMOVE WIRING AND CONDUIT BACK TO PANEL IN ITS LOCATION.

DISCONNECT AND REMOVE EXISTING ELECTRICAL CONNECTIONS TO
EXISTING ELECTRICAL PANEL THAT IS TO BE RELOCATED. COORDINATE
DISCONNECTION WITH EXISTING LOADS. REMOVE EXISTING FEEDER
AND BRANCH WIRING AND CONDUIT TO PANEL IN NEW LOCATION AS
SHOWN ON NEW ELECTRICAL PLAN.

STRUCTURAL DEMOLITION NOTES

SEE DRAWING A-001 FOR DEMOLITION, EXCAVATION AND EARTHWORK

EXISTING ITEMS TO BE
DEMOLISHED

CONSTRUCTION KEY

AREA TO BE EXCAVATED

EXISTING BERMUDA STONE
WALLS TO BE RETAINED

DEMOLITION NOTES

1.  DEMOLISH EXISTING WOOD FLOOR AND SUBFLOOR

2. CAREFULLY REMOVE EXISTING TILE FLOOR MAKE GOOD OF SUBFLOOR TO

RECEIVE NEW FINISH

3.  CAREFULLY REMOVE BASEBOARD

4.  REMOVE TANK ACCESS, SEE DRWG A-301 FOR NEW LOCATION

5.  REMOVE ALL WALL TILE

6.  ALL WALL PAINTING SHALL BE PAINTED OVER

7. REMOVE EXPOSED PLUMBING PIPES, CAPP OFF

8.  REMOVE EXISTING SURFACE MOUNTED ELECTRICAL UNITS, CAPP OFF

9.  WHERE WALLS ARE ARE BEING DEMOLISHED, CAPP OFF ANY PLUMBING PIPES

OR ELECTRICAL LINES RUNNING THROUGH THEM

10.  REMOVE ELECTRICAL PANEL BOX, CAP OFF  LINES TO BE REWIRED TO NEW

LOCATION

11.  REMOVE PRIVACY BLINDS AND GUARD RAILING WHEN REMOVING ALL

WINDOWS

12.  DEMOLISH DOORS AND ASSOCIATED FRAMES

13.  DEMOLISH ALL WASHROOM ACCESSORIES

14.  REMOVE ALL WALL MOUNTED AIR CONDITIONING UNITS

15. DEMOLISH WALL OR PORTION OF WALL

16. REMOVE BASE & WALL CABINETS & ASSOCIATED FIXTURES

17.  DEMOLISH T-GRID CEILING AND ASSOCIATED LIGHT FIXTURES AND CEILING

UNITS

18.  CAREFULLY REMOVE DRYWALL CEILING AND ASSOCIATED LIGHT FIXTURES

AND CEILING UNITS

19.  ALL ASSOCIATED FIRE SYSTEMS TO BE REMOVED

20. DEMOLISH ROOF AND ASSOCIATED RAFTERS

21.  CAREFULLY REMOVE EXTERIOR BRICK PAVERS, TO BE REUSED IN NEW

LOCATION

22.  EXCAVATE PORTION OF GROUND TO RECEIVE NEW TANK ACCESS

23.  REMOVE EXISTING SOFT LANDSCAPING

GENERAL NOTES

All dimensions are in imperial unless otherwise stated

All dimensions shall be checked on site prior to
commencing the works and errors and omission to be
reports to the architects.

All materials and workmanship shall conform with the
relevant specification and codes of practice.

All drawing, specification and related documents are
copyright of the architect and must not be copied.
Reproduction of Drawings is forbidden without the
architects written permission.

This drawing may incorporate information from other
professionals. The architect cannot accept
responsibility for the integrity and accurancy of such
information. Any clarification and/or additions that are
required appertaining to such information should be
sought from the relevant profession or their
appointment representative as listed below.
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GENERAL NOTES

All dimensions are in imperial unless otherwise stated
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relevant specification and codes of practice.

All drawing, specification and related documents are
copyright of the architect and must not be copied.
Reproduction of Drawings is forbidden without the
architects written permission.

This drawing may incorporate information from other
professionals. The architect cannot accept
responsibility for the integrity and accurancy of such
information. Any clarification and/or additions that are
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sought from the relevant profession or their
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GENERAL NOTES

All dimensions are in imperial unless otherwise stated

All dimensions shall be checked on site prior to
commencing the works and errors and omission to be
reports to the architects.

All materials and workmanship shall conform with the
relevant specification and codes of practice.

All drawing, specification and related documents are
copyright of the architect and must not be copied.
Reproduction of Drawings is forbidden without the
architects written permission.

This drawing may incorporate information from other
professionals. The architect cannot accept
responsibility for the integrity and accurancy of such
information. Any clarification and/or additions that are
required appertaining to such information should be
sought from the relevant profession or their
appointment representative as listed below.
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All dimensions are in imperial unless otherwise stated

All dimensions shall be checked on site prior to
commencing the works and errors and omission to be
reports to the architects.

All materials and workmanship shall conform with the
relevant specification and codes of practice.

All drawing, specification and related documents are
copyright of the architect and must not be copied.
Reproduction of Drawings is forbidden without the
architects written permission.

This drawing may incorporate information from other
professionals. The architect cannot accept
responsibility for the integrity and accurancy of such
information. Any clarification and/or additions that are
required appertaining to such information should be
sought from the relevant profession or their
appointment representative as listed below.
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EXISTING BERMUDA STONE
WALLS TO BE RETAINED

NEW UNFILLED CONCRETE
BLOCK CONSTRUCTION

CONSTRUCTION KEY

1. SCRAPE DOWN EXISTING UNEVEN WALLS  AND CLEAN
TO ELIMINATE EXISTING MOLD. APPLY PLASTER 
RENDER, 2 COATS MOLD/MILDEW PRIMER AND PAINT
FINISH

2. FILL HOLES IN WALLS CAUSED BY REMOVAL OF 
PLUMBING AND ELECTRICAL OUTLETS. APPLY AN
EVEN LAYER OF PLASTER RENDER TO ALIGN WITH 
WALLS.

3. EXISTING OPENINGS TO BE BLOCKED WITH CONCRETE
BLOCK TO MATCH WITH OF EXISTING OPENINGS.

4. APPLY NEW GYPSUM BOARD TO CEILING.

5. EXISTING CONCRETE SLAB TO BE RESURFACED EVENLY
AND READY TO RECEIVE NEW VINYL TILE FINISH

6. ALL GYPSUM BOARD WALLS REQUIRE BLOCKING TO
SUPPORT ADDITIONAL  MEDICAL/DENTAL EQUIPMENT
OR WALL HANGING OBJECTS

7. ALL STONE WALLS RECEIVING RECESSED EQUIPMENT
TO BE FULLY GROUTED ON THE INTERIOR

8. ALL SERVICES TO POST OFFICE PARTY SHALL BE 
ENCASED IN A MINIMUM OF 4" OF CONCRETE OR METAL

PROPOSED GENERAL NOTES

NEW PARTITION WALL
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This drawing may incorporate information from other
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All drawing, specification and related documents are
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Reproduction of Drawings is forbidden without the
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professionals. The architect cannot accept
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appointment representative as listed below.
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GENERAL NOTES

All dimensions are in imperial unless otherwise stated

All dimensions shall be checked on site prior to
commencing the works and errors and omission to be
reports to the architects.

All materials and workmanship shall conform with the
relevant specification and codes of practice.

All drawing, specification and related documents are
copyright of the architect and must not be copied.
Reproduction of Drawings is forbidden without the
architects written permission.

This drawing may incorporate information from other
professionals. The architect cannot accept
responsibility for the integrity and accurancy of such
information. Any clarification and/or additions that are
required appertaining to such information should be
sought from the relevant profession or their
appointment representative as listed below.
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GENERAL NOTES

All dimensions are in imperial unless otherwise stated

All dimensions shall be checked on site prior to
commencing the works and errors and omission to be
reports to the architects.

All materials and workmanship shall conform with the
relevant specification and codes of practice.

All drawing, specification and related documents are
copyright of the architect and must not be copied.
Reproduction of Drawings is forbidden without the
architects written permission.

This drawing may incorporate information from other
professionals. The architect cannot accept
responsibility for the integrity and accurancy of such
information. Any clarification and/or additions that are
required appertaining to such information should be
sought from the relevant profession or their
appointment representative as listed below.
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IEAESHFL�2JEPCRCPHLCGF�HFB�PGBE2�GR�JIHPLCPE-

AA�BIHNCF ��2JEPCRCPHLCGF�HFB�IEAHLEB�BGPKDEFL2�HIE
PGJTIC ML�GR�LME�HIPMCLEPL�HFB�DK2L�FGL�OE�PGJCEB-
�EJIGBKPLCGF�GR�
IHNCF 2�C2�RGIOCBBEF�NCLMGKL�LME
HIPMCLEPL2�NICLLEF�JEIDC22CGF-

�MC2�BIHNCF �DHT�CFPGIJGIHLE�CFRGIDHLCGF�RIGD�GLMEI
JIGRE22CGFHA2-��ME�HIPMCLEPL�PHFFGL�HPPEJL
IE2JGF2COCACLT�RGI�LME�CFLE ICLT�HFB�HPPKIHFPT�GR�2KPM
CFRGIDHLCGF-�FT�PAHICRCPHLCGF�HFB�GI�HBBCLCGF2�LMHL�HIE
IE3KCIEB�HJJEILHCFCF �LG�2KPM�CFRGIDHLCGF�2MGKAB�OE
2GK ML�RIGD�LME�IEAESHFL�JIGRE22CGF�GI�LMECI
HJJGCFLDEFL�IEJIE2EFLHLCSE�H2�AC2LEB�OEAGN-
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P
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1.01
R

ELATED
 D

O
C

U
M

EN
TS:

The G
eneral D

ocum
ents apply to w

ork specified in this Section; consult them
 in detail for applicable 

instructions.

1.02
W

O
R

K IN
C

LU
D

E
D

:
P

rovide all labor, m
aterials and equipm

ent necessary to com
plete all w

ork of this Section. W
ithout

restricting the generality of the foregoing, the follow
ing item

s of w
ork are included:

a. P
E

R
M

ITS
 AN

D
 FEES

b. TE
M

P
O

R
A

R
Y

 P
O

W
E

R
 A

N
D

 LIG
H

T
c. S

E
R

V
IC

E
 P

R
O

V
IS

IO
N

S AN
D

 M
ETER

BAN
KS

d. P
A

N
E

LBO
AR

D
S

e. TE
LE

P
H

O
N

E
 P

R
O

VISIO
N

S
f. R

A
C

EW
AYS

g. B
O

XES
h. W

IR
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G
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D
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G
j. FIR

E
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LA
R

M
k. LIG

H
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G
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TU
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D
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L. W
IR
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G
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E

V
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E
S AN

D
 PLATES

m
. C

O
N

N
E

C
TIO

N
S

 TO
 E

Q
U

IP
M

E
N

T
n. D

IR
E

C
TO

R
IE

S AN
D

 N
AM

EPLATES
o. TE

STIN
G

p. C
LE

A
N

IN
G

 A
N

D
 R

E
M

O
VAL O

F R
U

BBISH
q. S

U
B

M
ITTALS

1.03
R

E
LA

TE
D

 W
O

R
K

 O
F O

TH
ER

 SEC
TIO

N
S:

a. C
O

N
C

R
E

TE
 AN

D
 M

ASO
N

AR
Y

b. P
A

IN
TIN

G

1.04
Q

U
A

LITY
 A

S
S

U
R

A
N

C
E

:
a. U

se adequate num
bers of skilled w

orkm
en w

ho are thoroughly trained and experienced in the necessary 
crafts and w

ho are com
pletely fam

iliar w
ith the specified requirem

ents and the m
ethods needed for the 

proper perform
ance of the w

ork of this Section.

b. A
ll w

ork shall be of the highest quality in conform
ance w

ith the best practices of the trade and in 
com

pliance w
ith all governing codes.

1.05
C

O
D

E
S

, P
E

R
M

ITS
, FE

E
S

 AN
D

 R
EG

U
LATIO

N
S:

a. A
ll w

ork shall be carried out in conform
ity w

ith the rules and regulations of the N
ATIO

N
AL ELEC

TR
IC

 
C

O
D

E
, latest edition, and of the various local agencies having jurisdiction.

b. The C
ontractor shall give all necessary notices, obtain all perm

its and pay all governm
ental taxes, fees, 

deposits and other costs in connection w
ith his w

ork; file all necessary plans, prepare all docum
ents and 

obtain necessary approvals of all agencies having jurisdiction; obtain all required C
ertificates of Inspection 

and approvals for his w
ork and deliver sam

e to the Architect before request for acceptance and final 
paym

ent for the w
ork.

1.06
S

TO
R

A
G

E
 O

F M
ATER

IALS:
a. S

tore m
aterials and equipm

ent on the prem
ises w

here directed by the O
w

ner.

1.07
O

TH
ER

 TR
A

D
E

S:
a. B

idders shall exam
ine the site and the com

plete set of Plans and Specifications covering the entire 
project. They shall becom

e fully conversant w
ith the type of general construction as w

ell as all pertinent 
facts affecting the cost of carrying out the w

ork they w
ill contract to perform

.

b. This C
ontractor shall cooperate to the fullest w

ith all other trades. H
e shall plan his w

ork in such a w
ay, 

and furnish all necessary equipm
ent and inform

ation to the other trades so as not to delay any other trade 
or hinder the progress of the w

ork.

1.08
S

U
B

M
ITTALS:

a. S
ubm

it m
anufacturers technical product data literature for all m

aterials specified herein. Indicate and high 
light on the subm

ittals details of all item
s to indicate correct interpretation of the C

ontract D
ocum

ents. 
Include subm

ittals for the follow
ing:

1. FIR
E

 P
R

O
TE

C
TIO

N
 SYSTEM

2. LIG
H

TIN
G

 FIXTU
R

ES
3. W

IR
IN

G
 D

EVIC
ES

4. P
A

N
E

LBO
AR

D
S

5. C
O

N
TAC

TO
R

S/TIM
E C

LO
C

KS

1.09
C

O
N

FLIC
TIO

N
S:

a. A
ny contradictions betw

een the w
ritten specifications and draw

ings shall be considered am
biguous, and 

w
ill be the responsibility of the B

idder to secure clarification prior to Bidding.

2.
P

A
R

T 2 - PR
O

D
U

C
TS

2.01
G

E
N

E
R

A
L:

a. A
ll m

aterial, equipm
ent, and installations shall conform

 to the requirem
ents of the follow

ing 
codes:

1. IN
TE

R
N

ATIO
N

A
L BU

ILD
IN

G
 C

O
D

E (IBC
)

2. IN
TE

R
N

ATIO
N

A
L M

E
C

H
AN

IC
AL C

O
D

E (IM
C

)
3. N

A
TIO

N
AL E

LE
C

TR
IC

 C
O

D
E (N

EC
)

4. N
A

TIO
N

A
L FIR

E
 P

R
O

TE
C

TIO
N

 A
S

S
O

C
IA

TIO
N

 (N
FP

A
)

5. A
N

Y
 LO

C
A

L JU
R

IS
D

IC
TIO

N
A

L C
O

D
E

S

2.02
S

E
R

V
IC

E
 P

R
O

V
IS

IO
N

S
:

a. R
E

IN
S

TA
TE

 E
X

IS
TIN

G
 P

R
IM

A
R

Y
 A

N
D

 S
E

C
O

N
D

A
R

Y
 E

LE
C

TR
IC

 A
N

D
 TE

LE
P

H
O

N
E

 
S

E
R

V
IC

E
S

 IN
 M

A
IN

 E
LE

C
TR

IC
A

L R
O

O
M

.

2.03
P

A
N

E
LB

O
A

R
D

S
:

a. R
E

IN
S

TA
TE

 E
X

IS
TIN

G
 P

A
N

E
LB

O
A

R
D

S
 A

S
 D

E
TA

ILE
D

 O
N

 TH
E

 D
R

A
W

IN
G

S
 C

O
M

P
LE

TE
 

W
ITH

 R
E

Q
U

IR
E

D
 C

IR
C

U
IT B

R
E

A
K

E
R

S
.

2.04
LIG

H
TIN

G
 FIX

TU
R

E
S

 A
N

D
 LA

M
P

S
:

a. The C
ontractor shall provide all lighting fixtures, poles, and lum

inaires in conform
ance w

ith 
the fixture schedule on the draw

ings.

b. P
rovide lam

ps in all lighting fixtures and devices in accordance w
ith the lighting fixture 

schedule.

c. Lam
ps shall be as indicated on fixture schedule.

d. Furnish photocell, tim
e clocks, and contactors as required for site lighting control.

2.05
W

IR
IN

G
 D

E
V

IC
E

S
:

a. Furnish and install quality devices bearing U
L label for the service and electrical rating w

here 
used.

1. S
w

itches shall be 20 am
pere, 120/277 volt A

.C
. rated as scheduled in legend.

2. G
FC

I devices shall be 20 am
pere duplex w

/U
 ground pin.

3. 
P

A
R

T 3 - E
X

E
C

U
TIO

N

3.01
W

O
R

K
M

A
N

S
H

IP
:

a. All w
ork shall be installed in a neat w

orkm
anlike m

anner by com
petent m

echanics thoroughly 
skilled in their respective trades and in strict accordance w

ith code requirem
ents and the 

respecive m
anufacturers instructions.

3.02 
TE

M
P

O
R

A
R

Y
 LIG

H
T A

N
D

 P
O

W
E

R
:

a. Furnish and install tem
porary Light & Pow

er as m
ay be required by all Trades.

3.03
S

U
P

P
O

R
TS

:
a. P

rovide all m
aterials and labor required to adequately support, brace and strengthen 

equipm
ent and m

aterials furnished as part of this w
ork.

b. A
ll racew

ays, boxes, etc., shall be supported directly from
 the structure, independent of duct, 

piping or other w
ork.

c. All conduits shall be securely and independently supported so that no strain w
ill be 

transm
itted to outlet box and pull box supports, etc.

3.04
B

R
A

N
C

H
 C

IR
C

U
ITS:

a. P
rovide all conduits, outlets, boxes, w

ires, sw
itches, receptacles, etc., for a com

plete 
electrical system

 as show
n on the draw

ings. 

b. C
ontractor shall carefully check the M

echanical draw
ings and specifications to establish the 

extent of pow
er and control w

iring to be provided. C
ontrol w

iring shall be the responsibility of 
others.

3.05
G

R
O

U
N

D
IN

G
:

a. The electrical system
s shall be com

pletely and effectively grounded as required by the 
N

A
TIO

N
A

L E
LE

C
TR

IC
 C

O
D

E
. A

ll ground system
s and connections shall be m

echanically 
secure and electrically continuous.

3.06
LO

C
A

TIO
N

 O
F O

U
TLETS

 AN
D

 E
LEC

TR
IC

AL EQ
U

IPM
EN

T:
a. The plans show

 conditions as accurately as possible but do not necessarily show
 all the 

fittings, etc., necessary to suit building conditions. Locations of outlets, appliances, etc., are 
approxim

ate and the C
ontractor shall be responsible for the proper locations in order to m

ake 
them

 fit w
ith the architectural details and also instructions from

 the A
rchitects representative on 

the job site.

b. B
efore installation of conduit for sw

itches, receptacles, ceiling lights or m
otors, the O

w
ner, 

A
rchitect, reserve the right to m

ove each outlet location to better adapt them
 for usage, prior to 

installation, w
ithin a distance of three feet as presently indicated, at no additional cost to the 

O
w

ner.

c. U
nless indicated otherw

ise on the draw
ings, all devices shall be m

ounted at the height 
specified.

d. The C
ontractor shall carefully check w

ith other C
ontractors to coordinate the location of 

electrical equipm
ent w

ith w
ork of other trades.

e. V
erify all door sw

ings before roughing in for sw
itches.

f. A
ll electrical installations in area of new

 construction m
ust be flush m

ounted. W
ith the 

exception of surface m
ounted lighting fixtures, electrical equipm

ent is not to be surface m
ounted 

w
ithout the approval of the E

N
G

IN
E

E
R

r or AR
C

H
ITEC

T.

3.07
C

LE
A

N
IN

G
 A

N
D

 R
E

M
O

V
A

L O
F R

U
B

B
IS

H
:

a. C
ontractor shall at all tim

es keep the prem
ises free of all w

aste, surplus m
aterials, rubbish or 

debris w
hich is caused by his em

ployees or resulting from
 his w

ork.

b. After all equipm
ent and devices have been installed, rem

ove all labels, stickers, stains, 
tem

porary covers, etc. Identification plates on all equipm
ent 

3.08
G

U
A

R
E

N
TE

E
:

a.  A
ll m

aterial, equipm
ent and installation shall be guarenteed for a period of O

N
E

 (1) Y
E

A
R

 
from

 the date od acceptance, defects w
hich appear during that period shall be corrected at this 

contractor's expense.

For the sam
e period, the electrical contractor shall be responsible for any dam

age to the 
prem

ises caused by defects in w
orkm

anship or in the w
ork or equipm

ent furnished and/or 
installed by this contractor.

2.06
R

A
C

E
W

A
Y

S
:

a. A
ll branch circuit w

iring shall be in E
M

T conduit w
ithin building.

b. Flexible m
etal conduit w

ith approved type fittings m
ay be used in lim

ited lengths for 
connections to m

otors and recessed fixtures w
here it is necessary to provide flexible 

connections. It m
ay also be used w

here the structure precludes the use of E
M

T.

c. A
ll racew

ays shall be 3/4" m
inim

um
 size.

2.07
O

U
TLE

T A
N

D
 JU

N
C

TIO
N

 B
O

X
E

S
 :

a. O
utlet boxes for ceiling fixtures shall be 4" octagonal E

M
T boxes not less than 1/2" deep 

provided w
ith 3/8" galvanized m

alleable iron fixture stud.

b. C
oncealed outlet boxes for w

all brackets, sw
itches, and receptacles shall be a 4" square 

E
M

TC
 box w

ith raised cover of sufficient depth to accom
odate w

all surface m
aterial.

c. E
xposed outlet boxes in dry locations for sw

itches and receptacles shall be a 4" E
M

T box 
w

ith heavy duty cover.

d. B
oxes shall be E

M
T w

here installed flush. W
here boxes are installed exposed they shall be 

of the E
M

T type.

2.08
W

IR
E

S
 A

N
D

 C
A

B
LE

S
:

a. P
rovide and install all w

iring and cable as required to connect all electrical equipm
ent and 

devices indicated on the plans.

b. All w
ires #10 gauge and sm

aller shall be solid copper 75 degree C
, and 600 volt insulation.

c. All w
ires #8 gauge and larger shall be stranded copper, 75 degree C

, and 600 volt insulation.

d. Fixture w
ires shall not be less than #14 gauge, and shall be type SFF-2.

e. U
nless indicated otherw

ise all light and pow
er conductors shall be #12 gauge m

inim
um

.
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R
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R
E 1' X

 4'
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R
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R
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INSTALLATION TECHNICIAN: TELEPHONE:

GENERAL NOTES & CONDITIONS (ALL TRADES)

SHEET TITLE

SHEET INDEX

EQUIPMENT SPECIALIST (E.S.): TELEPHONE:

WILLARD WALLACE 305-418-4101

MINISTRY OF HEALTH, GOV. OF BERMUDA
MANGROVE BAY CLINIC

SCV COVER SHEET

SA.0 DENTAL EQUIPMENT FLOOR PLAN

SA.1 DENTAL DIMENSION & REINFORCEMENT PLAN

SP.1

SE.1

SED.1

SED.2

DENTAL PLUMBING SPECIFICATIONS

DENTAL ELECTRICAL SPECIFICATIONS

DENTAL EQUIPMENT DETAILS

SCV

24 x 36N/A

COVER SHEET

PREPARED FOR:

1. DEFINITIONS

HENRY SCHEIN, HENRY SCHEIN INC., HENRY SCHEIN DENTAL, OR HSD INC. REFERS TO THE
EQUIPMENT SUPPLIER FOR THIS PROJECT ENGAGED BY THE OWNER UNDER A SEPARATE
CONTRACT.

E.S. - "EQUIPMENT & TECHNOLOGY SPECIALIST" IS A HENRY SCHEIN EMPLOYEE THAT
SPECIALIZES IN THE MANAGEMENT OF EQUIPMENT AND/OR TECHNOLOGY SALES AND
INSTALLATIONS AND HAS ASSISTED THE OWNER IN THE PREPARATION OF DRAWINGS AND
SPECIFICATIONS FOR THE CONSTRUCTION OF THE PROPOSED FACILITIES.

THE "GENERAL CONTRACTOR", ALSO KNOWN AS THE 'G.C.' IS REFERRED TO AS THE PERSON(S)
OR ENTITY WHO HAS ENTERED INTO A CONTRACTUAL AGREEMENT WITH THE OWNER FOR THE
WORK DEFINED IN SUCH AGREEMENT.  THE G.C. IS RESPONSIBLE FOR ALL WORK CARRIED OUT
BY THEIR SUBCONTRACTORS OR SUBTRADES.  IF THE CONSTRUCTION OF THE PROJECT IS LET
UNDER SEPARATE  CONTRACTS BY THE OWNER, THE RESPONSIBILITIES STIPULATED BELOW
SHALL APPLY TO EACH CONTRACTOR.

THE "OWNER" IS REFERRED TO AS THE PERSON(S) OR ENTITY WHO OWNS OR LEASES THE
PREMISES FOR WHICH A CONSTRUCTION AGREEMENT HAS BEEN ENTERED UPON WITH THE
GENERAL CONTRACTOR. WHERE THE OWNER, AS REFERRED TO ABOVE, LEASES THE PREMISES
THE ENTITY WHO HAS OWNERSHIP OF THE PROPERTY WILL BE REFERRED TO AS THE LANDLORD.

THE "OWNER'S AGENT" IS A REPRESENTATIVE OF THE AGENT ACTING ON THEIR BEHALF AND
MAY HAVE THE AUTHORITY TO MAKE DECISIONS IN THEIR ABSENCE. THIS MAY BE AN OFFICE
MANAGER, AN ARCHITECT, AN ENGINEER, OR A PROJECT MANAGER HIRED BY THE OWNER.

2. DRAWINGS

THESE DRAWINGS ARE PREPARED BY HENRY SCHEIN AS DENTAL CONSULTANTS FOR ASSISTING
AN ARCHITECT/CONTRACTOR TO PRODUCE CONSTRUCTION DOCUMENTS & BUILD A DENTAL
OFFICE.  THEY DO NOT CONSTITUTE A COMPLETE SET OF CONSTRUCTION DOCUMENTS.  ITEMS
REQUIRED FOR BUILDING PERMITS OR CONSTRUCTION MAY NOT APPEAR ON THESE
DRAWINGS. IF THESE DRAWINGS ARE BEING SUBMITTED FOR BUILDING PERMIT, IT REMAINS THE
OWNER AND/OR GENERAL CONTRACTOR'S RESPONSIBILITY RETAIN THE PROPER
CONSULTANTS TO PREPARE COMPLETE ARCHITECTURAL, STRUCTURAL, MECHANICAL AND
ELECTRICAL DRAWINGS.

DOOR SPECIFICATIONS, LIGHTING DESIGN, FINAL REFLECTED CEILING PLANS, AND OTHER
SPECIFICATIONS NOT COVERED IN THESE DRAWINGS ARE BY OTHERS.

RETENTION OF OTHER CONSULTANTS SUCH AS AN ARCHITECT, M.E.P. ENGINEERS, OR
SECURITY CONSULTANT, ARE THE RESPONSIBILITY OF THE OWNER AND/OR GENERAL
CONTRACTOR.

3. HENRY SCHEIN, INC. RESPONSIBILITIES

HENRY SCHEIN, INC. WILL ISSUE DETAILED DRAWINGS SHOWING CRITICAL LOCATIONS &
REQUIREMENTS OF ALL DENTAL-SPECIFIC EQUIPMENT.  THE E.S. WILL BE AVAILABLE FOR
PERIODIC FIELD VISITS. VISITS WILL BE LIMITED TO A PRE-CONSTRUCTION ON-SITE MEETING,
LAYOUT CHECKS AND INSTRUCTIONS TO THE VARIOUS TRADES IN THE CRITICAL ASPECTS OF
THE WORK PERTAINING TO DENTAL AND ALLIED EQUIPMENT.  ALL REQUESTS FOR FIELD VISITS
SHALL ALLOW REASONABLE ADVANCED NOTICE.  HENRY SCHEIN, INC. AND ITS
REPRESENTATIVES WILL NOT ASSUME ANY RESPONSIBILITIES FOR DEVIATIONS FROM THESE
DRAWINGS WITHOUT PRIOR WRITTEN CONSENT.

PRIOR TO CONSTRUCTION, THE E.S. WILL VERIFY THE SITE DIMENSIONS OF THE SPACE PRIOR TO
ENSURE THEY COINCIDE WITH THE DETAILED DRAWINGS. DURING CONSTRUCTION, THE E.S.
WILL CHECK THE JOBSITE PERIODICALLY AS REQUIRED. THE E.S. WILL BE AVAILABLE TO ASSIST
THE CONTRACTOR(S)AND THE OWNER IN THE INTERPRETATION OF THESE DRAWINGS AND
SPECIFICATIONS. PRIOR TO ENCLOSING WALLS, THE GENERAL CONTRACTOR AND/OR THE
FRAMING SUBCONTRACTOR IS REQUIRED TO COORDINATE WITH THE E.S. AND THE HENRY
SCHEIN INSTALLATION TECHNICIAN.  THIS INSPECTION IS CRITICAL TO ENSURE THAT THE WALL
AND/OR CEILING SUPPORTS FOR DENTAL EQUIPMENT WILL MATCH WITH ANY CHANGES THAT
MAY HAVE OCCURRED WITH THE OWNER'S EQUIPMENT ORDER. IT IS THE RESPONSIBILITY OF
THE GENERAL CONTRACTOR TO HAVE PLUMBING, ELECTRICAL, SUPPORT BACKING, AND
LEAD INSTALLATION APPROVED BY MUNICIPAL INSPECTORS BEFORE POURING SLABS,
ENCLOSING PARTITIONS AND CEILING.

HENRY SCHEIN WILL NOT BE RESPONSIBLE FOR ANY UNFORESEEN CONDITIONS ARISING OUT
OF, OR DURING THE COURSE OF, CONSTRUCTION NOR FOR ANY DEVIATIONS FROM
DRAWINGS AND/OR SPECIFICATIONS WITHOUT PRIOR WRITTEN CONCENT.

EQUIPMENT INSTALLATION
A PRE-CONSTRUCTION MEETING IS REQUIRED WITH THE GENERAL CONTRACTOR, PLUMBER,
ELECTRICIAN, CABINET MAKER, AND THE E.S. ALL TEMPLATES CRITICAL TO EQUIPMENT
INSTALLATION WILL BE DISTRIBUTED AT THIS MEETING.

THE E.S. WILL INSPECT PREMISES PRIOR TO THE INSTALLATION OF ITS EQUIPMENT AT WHICH
TIME ALL FINISHES (CEILINGS, FLOORING, AND PAINTING) AND MECHANICAL WORK MUST BE
COMPLETED.  RESPONSIBILITIES FOR THE INSTALLATION AND/OR HOOKUP OF DENTAL
EQUIPMENT WILL BE DEFINED IN THE SPECIFICATIONS FOR EACH TRADE. HENRY SCHEIN
DENTAL REQUIRES THAT ALL APPLICABLE TRADES BE REPRESENTED AT THE TIME OF
INSTALLATION.

4. GENERAL CONTRACTOR (G.C.) - RESPONSIBILITIES

ALL ITEMS LISTED OR NOTED HEREIN ARE FOR GUIDANCE ONLY AND DO NOT NECESSARILY
CONSTITUTE THE ENTIRE EXTENT OF THE WORK TO BE CARRIED OUT UNDER THE CONTRACT. THE
GENERAL CONTRACTOR IS RESPONSIBLE TO DEFINE AND PROVIDE ALL THE WORK REQUIRED
TO COMPLETE THIS PROJECT TO THE TRUE INTENT OF THE CONTRACT WHETHER OR NOT IT IS
SPECIFICALLY SHOWN OR SPECIFIED. WHERE THESE DOCUMENTS DO NOT PROVIDE ALL THE
INFORMATION NECESSARY FOR THE COMPLETE INSTALLATION OF ANY ITEM, THEN THE
MANUFACTURER'S INSTRUCTIONS FOR THE ITEM SHALL BE STRICTLY FOLLOWED.

 THE GENERAL CONTRACTOR SHALL, SUPPLY AND INSTALL ALL ITEMS, ARTICLES, MATERIALS,
INCLUDE ALL LABOR, EQUIPMENT AND TOOLS NECESSARY TO COMPLETE THIS PROJECT AND
ALL SYSTEMS SHOWN.  TEST AND VERIFY ALL EQUIPMENT INSTALLED UNDER THIS CONTRACT
AND INSTRUCT THE OWNER OR OWNER'S AGENT IN THE OPERATION OF THE EQUIPMENT.

THE G.C. SHALL THOROUGHLY FAMILIARIZE HIM/HERSELF WITH THE DRAWINGS,
SPECIFICATIONS, AND CONDITIONS COVERING THIS JOB.  THE G.C. SHALL ADVISE THE OWNER
AND THE E.S. OF ANY CONFLICT BETWEEN THESE DRAWINGS AND THE FIELD CONDITIONS
BEFORE PROCEEDING WITH THE WORK.

THE G.C. SHALL COMPLY WITH ALL STATE AND MUNICIPAL LAWS, ORDINANCES, RULES, AND
REGULATIONS OF AUTHORITIES HAVING JURISDICTION. ALL WORK MUST MEET OR EXCEED THE
CURRENT BUILDING CODE UNDER THE JURISDICTION FOR WHICH THIS PROJECT IS LOCATED.
THE G.C. SHALL FILE ALL NECESSARY APPLICATIONS AND OBTAIN AND PAY FOR ALL PERMITS,
AND CERTIFICATES OF APPROVAL PERTAINING TO THE CONSTRUCTION OF THE PREMISES,
INCLUDING THE FINAL INSPECTION FOR OCCUPANCY PERMIT, UNLESS OTHERWISE STATED.
PERMITS OBTAINED SHALL INCLUDE THE  CONNECTIONS TO ALL DENTAL EQUIPMENT AND
FIXTURES WHICH ARE TO BE COMPLETED BY THE GENERAL CONTRACTOR.  HVAC, SPRINKLER
DRAWINGS, CORRESPONDING SPECIFICATIONS OR ANY OTHER DRAWINGS AND
SPECIFICATIONS THAT MAY BE REQUIRED FOR LICENSES AND PERMITS ARE TO BE PROVIDED BY
OTHERS. HENRY SCHEIN INC. WILL NOT PROVIDE OR PAY FOR THESE SERVICES OR ANY OTHER
DRAWINGS AND SPECIFICATIONS THAT MAY BE REQUIRED FOR LICENSES AND PERMITS.

ALL MEASUREMENTS SHALL BE CHECKED AT THE JOB SITE.  THE GENERAL CONTRACTOR SHALL
ASSUME ALL RESPONSIBILITY FOR THE ACCURACY OF FIELD MEASUREMENTS AND
CONDITIONS. THEY ARE ALSO RESPONSIBLE FOR THE PROPER MODIFICATIONS TO ANY
EXISTING, OR PREVIOUSLY INSTALLED WORK. WRITTEN APPROVAL MUST BE OBTAINED FROM
THE E.S. BEFORE ANY CHANGES AND/OR DEVIATIONS FROM DRAWINGS AND
SPECIFICATIONS ARE MADE.

THE G.C. SHALL ASSUME FULL RESPONSIBILITY FOR THE EXECUTION OF HIS/HER WORK AND FOR
ANY CHANGES AND/OR DEVIATIONS FROM DRAWINGS OR SPECIFICATIONS MADE WITHOUT
PRIOR WRITTEN APPROVAL FROM THE OWNER AND/OR THE E.S..  THE COST OF CORRECTIONS
RESULTING FROM CHANGES AND/OR DEVIATIONS SHALL BE BORNE BY THE  GENERAL
CONTRACTOR.

A COMPLETE SET OF UP-TO-DATE DRAWINGS MUST BE KEPT AT THE JOB SITE AT ALL TIMES AND
ANY CHANGES MUST BE NOTED THEREON AND INITIALED.

THE CONTRACTOR SHALL INDEMNIFY AND HOLD HARMLESS THE OWNER AND THE OWNER'S
AGENT FROM AND AGAINST ALL CLAIMS FOR DAMAGE TO PERSON AND/OR PROPERTY
SUFFERED AS A RESULT OF THE PERFORMANCE OF WORK, WHETHER OR NOT, CAUSED BY
NEGLIGENCE, AND PAY ANY EXPENSES (INCLUDING, WITHOUT  LIMITATIONS, ATTORNEY'S FEES,
AND DISBURSEMENTS) INCURRED IN THE CONNECTION THEREWITH.

OTHER REQUIREMENTS
THE G.C. SHALL PARTICIPATE AT JOB COORDINATION MEETINGS WITH THE HENRY SCHEIN
REPRESENTATIVE AND ENSURE ATTENDANCE OF THE APPROPRIATE TRADES.

ALL TRADES SHALL DO THEIR OWN CUTTING.  THE GENERAL CONTRACTOR SHALL DO ALL
PATCHING TO CONFORM TO MATERIAL, TEXTURE, AND SURFACE ALIGNMENT WITH THE
ADJOINING SURFACE AND FINAL TOUCH UP OF ALL FINISHED SURFACES.

THE GENERAL CONTRACTOR SHALL ENSURE THE PROTECTION OF ALL EQUIPMENT 
FURNISHED UNDER HIS/HER CONTRACT AND BY OTHERS.

THE G.C. SHALL REVIEW ALL CUSTOM CABINETRY, SUCH AT THE RECEPTION DESK, 
LABORATORY, AND STERILIZATION, WITH THE E.S. FOR ANY DENTAL EQUIPMENT 
INCOPRORATION.
THE G.C. SHALL REMOVE ANY RUBBISH FROM THE CONSTRUCTION SITE AND ENSURE THAT ALL
PUBLIC SPACES ARE FREE OF CONSTRUCTION MATERIALS AND DEBRIS THROUGHOUT THE
DURATION OF THE CONTRACT. THE G.C. IS RESPONSIBLE FOR THE TOTAL CLEAN UP OF THE
JOB SITE UPON COMPLETION OF THEIR WORK.

THE GENERAL CONTRACTOR SHALL ISSUE A WRITTEN ONE-YEAR WARRANTY CERTIFICATE ON
ALL WORKMANSHIP AND MATERIALS FROM THE DATE OF OCCUPANCY, UNLESS NOTED
OTHERWISE IN THE CONSTRUCTION AGREEMENT BETWEEN THE OWNER AND THE G.C.. THIS
CERTIFICATE SHALL BIND THE GENERAL CONTRACTOR TO PROMPTLY CORRECT, REPAIR, OR
REPLACE, ANY DEFECTIVE EQUIPMENT OR WORKMANSHIP THAT WAS THE RESPONSIBILITY OF
THE G.C., WITHOUT COST TO THE OWNER.

5. SEPARATE CONTRACTS BY OWNER

THE OWNER RESERVES THE RIGHT TO PERFORM WORK RELATED TO THE PROJECT WITH
HIS/HER OWN FORCES, AND TO AWARD SEPARATE CONTRACTS IN CONNECTION WITH
OTHER PORTIONS OF THE PROJECT OR ON OTHER WORK ON THE SITE UNDER THESE OR
SIMILAR CONDITIONS OF CONTRACT.  IF THE GENERAL CONTRACTOR CLAIMS THAT DELAY
OR ADDITIONAL COST IS INVOLVED BECAUSE OF SUCH ACTION BY THE OWNER, THE G.C.
MUST ENSURE THAT THEIR CLAIM WAS ORIGINALLY PART OF THEIR CONTRACT AGREEMENT.

THE G.C. SHALL AFFORD THE OWNER AND SEPARATE CONTRACTORS REASONABLE
OPPORTUNITY FOR THE INTRODUCTION AND STORAGE OF THEIR MATERIALS AND EQUIPMENT
AND THE EXECUTION OF THEIR WORK.  THE G.C. SHALL CONNECT AND COORDINATE THEIR
WORK WITH OTHERS AS REQUIRED BY THE CONTRACT DOCUMENTS. ANY COSTS CAUSED BY
DEFECTIVE AND/OR ILL-TIME WORK SHALL BE BORNE BY THE PARTY RESPONSIBLE.

SEE OWNER OR OWNER'S AGENT FOR NON-DENTAL ITEMS AND AREAS NOT DETAILED IN 
THESE DRAWINGS (SUCH AS RECEPTION, BUSINESS AREA, OFFICES, STAFF LOUNGE, STORAGE
ROOMS, OFFICE-WIDE SOUND SYSTEMS, CONTROLS, ETC.).

GENERAL NOTES

1. THESE DRAWINGS AND SPECIFICATIONS HAVE BEEN PRODUCED FOR THIS SPECIFIC PROJECT
ONLY, AND SHALL REMAIN THE EXCLUSIVE PROPERTY OF HENRY SCHEIN INC.  THESE
DRAWINGS AND SPECIFICATIONS MAY NOT BE REPRODUCED OR USED FOR ANY OTHER
PURPOSE WITHOUT EXPRESSED WRITTEN CONSENT AND FULL PAYMENT OF ANY ASSOCIATED
FEES TO HENRY SCHEIN, INC.

2. ALL COMMUNICATIONS AND COORDINATION WITH TRADES SHALL BE THE RESPONSIBILITY OF
THE G.C. UNLESS STATED OTHERWISE IN THE CONTRACT AGREEMENT.

3. THE G.C. MUST SIGN THIS SHEET STIPULATING THAT HE/SHE UNDERSTANDS AND WILL COMPLY
WITH ALL SPECIFICATIONS BEFORE THE WORK WILL START.  A SIGNED COPY OF THE PLANS
ARE TO BE RETURNED TO THE OWNER AND HENRY SCHEIN DENTAL.

4. IT IS THE RESPONSIBILITY OF A SUBCONTRACTOR TO READ AND UNDERSTAND ALL NOTES AND
ILLUSTRATIONS PERTAINING TO THEIR TRADE AND HOW THEIR WORK AFFECTS OTHER TRADES.

5. THE SUPPLY AND INSTALL OF THE CABINETS AND COUNTERTOPS, OTHER THAN THOSE
SPECIFIED AND/OR CONTRACTED BY HENRY SCHEIN, INC., IS THE RESPONSIBILITY OF THE
G.C..

6. THE OWNER SHALL MAKE ARRANGEMENTS FOR INSTALLATION OF NON-DENTAL SYSTEMS
UNDER A SEPARATE CONTRACT BEFORE WALLS ARE ENCLOSED.

7. ROUGH-IN AND FINISH WORK FOR DENTAL EQUIPMENT IS TO BE ACCORDING TO TEMPLATES
FURNISHED BY THE MANUFACTURERS OF EQUIPMENT BEING INSTALLED.  THE E.S. WILL
POSITION THE TEMPLATES IN THEIR PROPER LOCATIONS, AT WHICH TIME ALL SPECIFICATIONS
ON THE PLANS WILL BE EXPLAINED TO THE GENERAL CONTRACTOR OR SUBCONTRACTOR(S).
ALL SPECIFIED SIZES OF PIPES, TUBING, FITTINGS, ETC., AS WELL AS PROPER HEIGHTS MARKED,
MUST BE STRICTLY FOLLOWED. ANY DEVIATIONS ON SIZES OR HEIGHTS OF PIPES, TUBING,
AND/OR FITTINGS MUST BE CORRECTED BEFORE THE EQUIPMENT CAN BE INSTALLED, AND
ANY SUCH EXTRA EXPENSE WILL BE THE RESPONSIBILITY OF G.C. AND/OR THE SUBTRADE.

8. THE G.C. SHALL SEAL ANY/ALL FLOOR AND FIRE PENETRATIONS MADE BY HENRY SCHEIN
INSTALLERS AT THE FINISHING STAGES WITH THE APPROPRIATE MATERIAL.

9. THE G.C. SHALL PROVIDE DOOR THRESHOLDS & DOOR SEALS NECESSARY FOR DENTAL
EQUIPMENT SOUND ATTENUATION.

10. THE GENERAL CONTRACTOR SHALL SUPPLY FASTENERS, ANCHORS, ACCESSORIES AND
ADHESIVES REQUIRED FOR FABRICATION AND ERECTION OF THE WORK. KEEP EXPOSED
FASTENERS TO A MINIMUM, NEATLY LAID OUT AND EVENLY SPACED. FLOOR FINISHES ARE TO
BE CONTINUOUS UNDERNEATH MILLWORK AND EQUIPMENT. TRANSITIONS AND VARIATIONS
BETWEEN FLOOR FINISHES TO BE SMOOTH AND LEVEL TO REDUCE INJURY WITH USE. PROVIDE
3/4'' (19MM) PLYWOOD SUPPORT BETWEEN STUDS FOR ALL WALLS TO SUPPORT UPPER
CABINETRY AND SHELVING, INCLUDING RECEPTION AND ALL TREATMENT ROOMS.  WOOD
SUPPORTS ABOVE THE CEILING MAY NEED TO BE FIRE RATED, FOLLOW LOCAL CODES.

11. PRIOR TO POURING THE CONCRETE FLOOR AND ENCLOSING ALL WALLS, THE GENERAL
CONTRACTOR SHALL CONTACT THE E.S. AND INSTALLATION TECHNICIAN FOR FINAL
INSPECTION OF PLUMBING, ELECTRICAL AND WOOD SUPPORTS.

12. ALL LABOR AND MATERIAL NECESSARY FOR CHANGES IN EXISTING PLUMBING, CARPENTRY,
AND ELECTRICAL WORK MUST BE DONE AND SUPPLIED BY THE GENERAL CONTRACTOR AND
IS NOT INCLUDED IN THE COST OF EQUIPMENT.

13. ALL PLUMBING AND ELECTRICAL LINES ARE TO BE CONCEALED UNLESS OTHERWISE
SPECIFIED.

14. THE ELECTRICAL PANEL SHALL BE CONVENIENT AND ACCESSIBLE, MEET ELECTRICAL CODE
REQUIREMENTS, AND BE LOCATED IN THE SUITE.  LOCATION TO BE APPROVED BY THE OWNER
AND LANDLORD. THE G.C. SHALL REVIEW THE LOCATION WITH THE E.S., AS WELL AS THE
LOCATIONS OF THE TELEPHONE SYSTEM AND SERVER.

15. HENRY SCHEIN, INC. SHALL NOT BE HELD RESPONSIBLE FOR SUPPLYING UL/ULC OR CSA
APPROVAL CERTIFICATES.  THE G.C. MAY CONTACT THE MANUFACTURER IF REQUIRED.

16. THE ELECTRICAL SUBCONTRACTOR SHALL PROVIDE SPECIFIED TERMINATION BOXES,
RECEPTACLES AND ANY HARDWIRE CIRCUITS LOCATED IN CUSTOM DENTAL CABINETRY.
THEY ARE ALSO RESPONSIBLE FOR SUPPLYING GFCI RECEPTACLES WHERE REQUIRED BY
CODE.

17. THE G.C. IS TO MAKE ARRANGEMENTS FOR TEMPORARY POWER AND/OR DISCONNECTION
OF ELECTRICAL AND MECHANICAL SYSTEMS IF AND WHEN REQUIRED.

18. IF MULTIMEDIA SYSTEMS, SUCH AS ENTERTAINMENT TVS, MONITORS, OR NETWORK COMPUTER
SYSTEMS, OR SECURITY SYSTEMS ARE SUPPLIED AND INSTALLED BY HENRY SCHEIN, INC., THEN
THESE SYSTEMS WILL BE THEIR RESPONSIBILITY. WHEN THESE SYSTEMS, OR OTHER SYSTEMS, ARE
NOT PROVIDED BY HENRY SCHEIN, INC., HENRY SCHEIN, INC. SHALL NOT BE HELD
RESPONSIBLE FOR THEIR INSTALLATION OR COMMISSIONING.

19. HENRY SCHEIN, INC. WILL ASSEMBLE EQUIPMENT AND, WHERE SPECIFIED WITHIN THESE
DRAWINGS, CONNECT TO UTILITIES PROVIDED, SUCH CONNECTIONS BY OTHER TRADES ARE
SUPPLIED CORRECTLY AND COMPLETELY (WITH PROPER SHUT-OFF VALVES/FITTINGS/
OUTLETS/TERMINATIONS).  VERIFY ALL CONTRACTOR RESPONSIBILITIES FOR FINAL
CONNECTIONS WITH THESE DRAWINGS AND HENRY SCHEIN DENTAL E.S..  DIRECT ANY
QUESTIONS REGARDING CONTRACTOR RESPONSIBILITIES TO HENRY SCHEIN DENTAL E.S.
PRIOR TO CONSTRUCTION.

20. WHEN APPLICABLE, THE G.C. SHALL BE RESPONSIBLE FOR PROCURING A PLUMBING
SUB-CONTRACTOR THAT IS CERTIFIED TO INSTALL NITROUS OXIDE~OXYGEN CONSCIOUS
SEDATION SYSTEMS AS DETAILED IN THESE PLANS. HENRY SCHEIN DENTAL IS A NITROUS OXIDE
SYSTEM END USER COMPONENT SUPPLIER AND DOES NOT MANUFACTURE OR DESIGN ANY
OF THESE SYSTEMS. ANY SYSTEM DESIGN SHOWN ON THESE PLANS BY HENRY SCHEIN DENTAL
IS TO BE USED AS AN ILLUSTRATION ONLY FOR THE PURPOSE OF LOCATING END USER OUTLET
STATIONS, CYLINDER ROOM MANIFOLD, AND ALARM PANEL. THE FINAL TRUNK SYSTEM
INSTALLATION SHALL ADHERE TO THE MECHANICAL ENGINEERING DRAWINGS PREPARED BY
A THIRD PARTY.

21. PLUMBING SUBCONTRACTOR SHALL PROVIDE GAS CERTIFICATION CREDENTIALS IN
ACCORDANCE WITH ANY REQUESTS BY THE OWNER, GENERAL CONTRACTOR, BUILDING
DEPARTMENT, OR HENRY SCHEIN DENTAL PRIOR TO COMMENCING WORK IF ANY TYPE OF
NITROUS~OXIDE SYSTEM IS BEING INCORPORATED INTO THE PROJECT.

PRIOR TO POURING THE CONCRETE FLOOR AND
ENCLOSING ALL WALLS AND CEILINGS, THE

GENERAL CONTRACTOR SHALL CONTACT THE E.S.
AND INSTALLATION TECHNICIAN FOR FINAL

INSPECTION OF PLUMBING, ELECTRICAL AND
WOOD SUPPORTS.

DENTAL EQUIPMENT DETAILS
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SP.2 DENTAL VACUUM LINE DIAGRAM
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THIS PLAN IS FOR THE SOLE PURPOSE OF SPECIFICATION AND
INSTALLATION OF THE DENTAL EQUIPMENT SUPPLIED BY HENRY
SCHEIN DENTAL.  THE SPACE PLANNING AND CONCEPTUAL
DESIGN HAS BEEN PROVIDED BY OTHERS.
IT IS THE ARCHITECT/CONTRACTOR'S RESPONSIBILITY TO VERIFY
THAT ALL CODE RESTRICTIONS & CLEARANCES ARE MET.
DENTAL CHAIR AND CABINET UTILITIES TO BE LOCATED ON
JOB-SITE PER MANUFACTURER'S TEMPLATES.  LOCATIONS TO
BE APPROVED BY DOCTOR AND HENRY SCHEIN EQUIPMENT
SPECIALIST PRIOR TO ROUGH-IN.
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6

6

9

THIS PLAN IS FOR THE SOLE PURPOSE OF SPECIFICATION AND
INSTALLATION OF THE DENTAL EQUIPMENT SUPPLIED BY HENRY
SCHEIN DENTAL.  THE SPACE PLANNING AND CONCEPTUAL
DESIGN HAS BEEN PROVIDED BY OTHERS.
IT IS THE ARCHITECT/CONTRACTOR'S RESPONSIBILITY TO VERIFY
THAT ALL CODE RESTRICTIONS & CLEARANCES ARE MET.
DENTAL CHAIR AND CABINET UTILITIES TO BE LOCATED ON
JOB-SITE PER MANUFACTURER'S TEMPLATES.  LOCATIONS TO
BE APPROVED BY DOCTOR AND HENRY SCHEIN EQUIPMENT
SPECIALIST PRIOR TO ROUGH-IN.

39

M
O

BI
LE

ST
O

R
AG

E

MOBILE
STORAGE

39A

9

CEILING MOUNT MONITOR LOCATION
TO BE VERIFIED PRIOR TO INSTALL AND
ROUGH-IN BY HSD EQUIPMENT
SPECIALIST AND OWNER.

PLEASE NOTE: A LICENSED CONTRACTOR IS RESPONSIBLE FOR PROVIDING
EQUIPMENT BLOCKING.  ALL REQUIREMENTS TO BE VERIFIED BY MANUFACTURER'S
SPEC SHEETS PROVIDED BY HENRY SCHEIN DENTAL EQUIPMENT SPECIALIST.
MANUFACTURER'S SPECS SUPERSEDE ANY AND ALL INFORMATION CONTAINED
HEREIN.

REINFORCEMENT SPECIFICATIONS

Q
UA

N
TIT

Y

SP
EC

. N
UM

BE
R

DESCRIPTION D
ET

A
IL

2

2

1

1

6

9

39

39A

DENTAL TRACK LIGHT - BLOCKING AND ELECTRICAL BY CONTRACTOR(S).  LIGHT SUPPLIED AND
INSTALLED BY HENRY SCHEIN DENTAL
WALL MOUNTED INTRAORAL X-RAY HEAD, ARM, AND WALL BRACKET - SUPPLIED AND
INSTALLED BY HENRY SCHEIN DENTAL.  BLOCKING & ELECTRICAL BY CONTRACTOR(S).
CEILING MOUNTED MONITOR - BLOCKING AND ELECTRICAL BY CONTRACTOR(S).  EXACT
LOCATION PER OWNER AND HENRY SCHEIN EQUIPMENT SPECIALIST.
WALL MOUNTED MONITOR - BLOCKING AND ELECTRICAL BY CONTRACTOR(S).  EXACT
LOCATION PER OWNER AND HENRY SCHEIN EQUIPMENT SPECIALIST.

6

9

39

39A

DIMENSIONS & REINFORCEMENT SPECIFICATIONS
1/4"=1'-0"

NEW REINFORCEMENT PLACED FOR
CEILING-MOUNTED EQUIPMENT.  SEE
"REINFORCEMENT SPECIFICATION SCHEDULE"
FOR MORE INFORMATION.

NEW REINFORCEMENT PLACED FOR WALL-
MOUNTED EQUIPMENT.  SEE
"REINFORCEMENT SPECIFICATION
SCHEDULE" FOR MORE INFORMATION.

WALL LEGEND

2.  VERIFY ALL DIMENSIONS WITH HENRY SCHEIN DENTAL REP. ON
JOBSITE. ON SITE MODIFICATIONS MAY NEED TO BE DONE BY
CONTRACTOR, BUT SHOULD BE VERIFIED BY ALL PARTIES INVOLVED.

3.  5/8" GYPSUM WALLBOARD IS RECOMMENDED THROUGHOUT THE
OFFICE TO PROVIDE SOUND ATTENUATION & ADDITIONAL PROTECTION
AGAINST X-RAY SCATTER RADIATION.

1.  THIS SPECIFICATION SHEET IS INTENDED AS A GUIDE FOR TRADESMEN.
THE FLOOR PLANS ENCLOSED HEREIN ARE SUGGESTIONS FOR THE
PLACEMENT OF DENTAL EQUIPMENT.  THEY ARE NOT INTENDED FOR
CONSTRUCTION.

CONSTRUCTION NOTES

SA.1

24 x 361/4"=1'-0"
REINFORCEMENT

PLAN

TYPICAL CEILING LAYOUT (TREATMENT ROOMS)
NOT TO SCALE

FOLLOW LOCAL CODES FOR ALL WORK.
DETAIL PROVIDED FOR REFERENCE ONLY.

CEILING MATERIAL AND
HEIGHT AS PER
OWNER/ARCHITECT.
COORDINATE WITH
HENRY SCHEIN REP.

RECOMMENDED 2x4
RECESSED LIGHT POSITION IN
RELATION TO DENTAL
CHAIR.  LIGHT FIXTURE
SPECIFICATIONS BY
OWNER/ARCHITECT.

SEE SHEETS SED.1 & SED.2 FOR DENTAL EQUIPMENT DETAILS
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29A

3A

14C

3A

THIS PLAN IS FOR THE SOLE PURPOSE OF SPECIFICATION AND
INSTALLATION OF THE DENTAL EQUIPMENT SUPPLIED BY HENRY
SCHEIN DENTAL.  THE SPACE PLANNING AND CONCEPTUAL
DESIGN HAS BEEN PROVIDED BY OTHERS.
IT IS THE ARCHITECT/CONTRACTOR'S RESPONSIBILITY TO VERIFY
THAT ALL CODE RESTRICTIONS & CLEARANCES ARE MET.
DENTAL CHAIR AND CABINET UTILITIES TO BE LOCATED ON
JOB-SITE PER MANUFACTURER'S TEMPLATES.  LOCATIONS TO
BE APPROVED BY DOCTOR AND HENRY SCHEIN EQUIPMENT
SPECIALIST PRIOR TO ROUGH-IN.

15A

PRESSURE
TANK

WATER
HEATER

PUMP

VACUUM/
COMPRESSOR

M
O

BI
LE

ST
O

R
AG

E

MOBILE
STORAGE

STERILIZATION EQUIPMENT PLACEMENT TO BE
COORDINATED WITH OWNER, CABINET

MAKER AND HENRY SCHEIN REP.

SEE MANUFACTURER CABINET
DRAWINGS PROVIDED BY HENRY SCHEIN
EQUIPMENT REP FOR ANY ADDITIONAL

REQUIREMENTS/ DIMENSIONS.
PARTIAL DRAWINGS SHOWN ON SHEETS

SDC.1-SDC.2

DENTAL MECHANICAL EQUIPMENT
PLACEMENT TO BE COORDINATED
WITH OWNER, CONTRACTOR AND

HENRY SCHEIN REP.
DENTAL MECHANICAL ROOM SIZE

TO BE VERIFIED WITH HSD REP .
EQUIPMENT SIZE MAY BE TOO

LARGE.

27

PLEASE NOTE: A LICENSED PLUMBING CONTRACTOR IS RESPONSIBLE FOR
PROVIDING ALL REQUIRED UTILITIES.  ALL REQUIREMENTS TO BE VERIFIED BY
MANUFACTURER'S SPEC SHEETS PROVIDED BY HENRY SCHEIN DENTAL EQUIPMENT
SPECIALIST.  MANUFACTURER'S SPECS SUPERSEDE ANY AND ALL INFORMATION
CONTAINED HEREIN.

PLUMBING SPECIFICATIONS
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2
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1

1

1

1

1

1

3A

13

14C

15A

15B

25

27

29A

UTILITY CENTER - SELF-CONTAINED WATER.
COMPRESSED AIR LINE AND VALVE – ½” AIR LINE FROM COMPRESSOR (25) BY PLUMBER.
TERMINATE WITH A 3/8” ANGLE VALVE.
STERI-CENTER UTILITIES - CONTRACTOR(S) TO PROVIDE REQ'D UTILITIES PER MFR'S SPECS.
STERI-CENTER SUPPLIED AND INSTALLED BY HENRY SCHEIN DENTAL.  EXACT LOCATIONS TO BE
CONFIRMED ON-SITE BY HENRY SCHEIN EQUIPMENT SPECIALIST.  FINAL CONNECTIONS OF
CABINET UTILITIES BY CONTRACTOR.
WASHER DISINFECTOR - UTILITIES BY CONTRACTOR(S).  SUPPLIED AND INSTALLED BY HENRY
SCHEIN DENTAL.
HANDPIECE MAINTENANCE SYSTEM - CONTRACTOR(S) TO PROVIDE REQ'D UTILITIES.  1/2" AIR
LINE WITH 1/4” ANGLE VALVE  (ABOVE COUNTERTOP).  SYSTEM SUPPLIED AND INSTALLED BY
HENRY SCHEIN DENTAL.
DENTAL AIR COMPRESSOR - SUPPLIED BY HENRY SCHEIN DENTAL, INSTALLED BY
CONTRACTOR(S).  FOR DENTAL AIR DRIVEN DEVICES.  PLUMBER TO PROVIDE 1/2" I.D. COPPER
TYPE K OR L SUPPLY LINES TO LOCATIONS THAT REQUIRE AIR.  BUCK BOOST TRANSFORMER
SUPPLIED AND INSTALLED BY ELECTRICIAN (IF REQ'D).  FINAL CONNECTIONS BY
CONTRACTOR(S).
VACUUM PUMP (DRY) - SUPPLIED BY HENRY SCHEIN DENTAL, INSTALLED BY CONTRACTOR(S).
VERIFY TRUNK & BRANCH LINE SIZES WITH MFR RECOMMENDATIONS.  USE SCH 40 PVC WHERE
PERMITTED BY CODE.  PLUMBER TO EXHAUST PUMP TO OUTSIDE.  BUCK BOOST TRANSFORMER
SUPPLIED AND INSTALLED BY ELECTRICIAN (IF REQ’D).  DRAIN BY PLUMBER.  FINAL
CONNECTIONS BY CONTRACTOR(S).  PLUMBER TO PROVIDE WATER LINE WITH HOSE BIB NEAR
UNIT.  SEE DETAIL.
AMALGAM SEPARATOR - SUPPLIED BY HENRY SCHEIN DENTAL, INSTALLED BY PLUMBER.  VERIFY
LOCATION WITH HENRY SCHEIN DENTAL EQUIPMENT SPECIALIST.  CONNECT TO VACUUM LINE
COMING IN FROM TREATMENT ROOMS.

●

●

●

●

●

●

●

●

●

●

●

●

●

●

●

●

●

●

3A

13

15A

15B

25

27

29A

PROPOSED PLUMBING PLAN
1/4"=1'-0"

SP.1

24 x 361/4"=1'-0"
DENTAL PLUMBING

PLAN

SEE SHEETS SED.1 & SED.2 FOR DENTAL EQUIPMENT DETAILS

PLUMBING NOTES

5.  WATER PRESSURE MUST NOT EXCEED 50 PS1 AT ALL DENTAL UNITS.

6.  BACK-FLOW PREVENTION IS REQUIRED ON ALL LINES AS PER LOCAL
CODE.

3.  FOLLOW MANUFACTURER'S TEMPLATES FOR EXACT REQUIREMENTS
FOR ANY EQUIPMENT SUPPLIED BY HENRY SCHEIN DENTAL.  CONSULT
WITH HENRY SCHEIN DENTAL REP FOR ADDITIONAL INFORMATION.

1. THIS SPECIFICATION SHEET IS INTENDED AS A GUIDE FOR TRADESMEN.
THE FLOOR PLANS ENCLOSED HEREIN ARE SUGGESTIONS FOR THE
PLACEMENT OF DENTAL EQUIPMENT.  THEY ARE NOT INTENDED FOR
CONSTRUCTION.

2.  EXACT EQUIPMENT LOCATIONS MUST BE JOB SITE VERIFIED BY THE
HENRY SCHEIN DENTAL EQUIPMENT SPECIALIST.

4.  ANY REFERENCE TO "AIR", "COMPRESSED AIR" OR "AIR COMPRESSOR"
REFER TO THE UNIT AND ALL COMPONENTS WHICH ARE CONSIDERED A
CATEGORY 3 DENTAL AIR SUPPLY SYSTEM.  REFER THE LOCALLY
ACCEPTED VERSION OF NFPA 99 FOR CODE REQUIREMENTS.  THIS
SHOULD NOT BE CONFUSED WITH "AIR" AS IT IS DEFINED IN CATEGORY 1
OR 2 MEDICAL FACILITIES.

7.  REFER TO ARCHITECT'S DRAWINGS FOR PLUMBING REQUIREMENTS IN
ALL AREAS NOT INDICATED ON THIS PLAN.

ALL DIMENSIONS NOTED ON PLAN ARE TO THE CENTERLINE
OF PLUMBING OR UTILITY CENTER

(UNLESS SHOWN OTHERWISE)
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PROPOSED VACUUM LINE PLAN
NTS

SP.2

24 x 36NTS
DENTAL VACUUM

PLAN

PLUMBING NOTES

4.  BACK-FLOW PREVENTION IS REQUIRED ON ALL LINES AS PER LOCAL
CODE.

3.  FOLLOW MANUFACTURER'S TEMPLATES FOR EXACT REQUIREMENTS
FOR ANY EQUIPMENT SUPPLIED BY HENRY SCHEIN DENTAL.  CONSULT
WITH HENRY SCHEIN DENTAL REP FOR ADDITIONAL INFORMATION.

1. THIS SPECIFICATION SHEET IS INTENDED AS A GUIDE FOR TRADESMEN.
THE FLOOR PLANS ENCLOSED HEREIN ARE SUGGESTIONS FOR THE
PLACEMENT OF DENTAL EQUIPMENT.  THEY ARE NOT INTENDED FOR
CONSTRUCTION.

2.  EXACT EQUIPMENT LOCATIONS MUST BE JOB SITE VERIFIED BY THE
HENRY SCHEIN DENTAL EQUIPMENT SPECIALIST.

BRANCH LINE CONFIGURATION
OVER HEAD

THE VACUUM PIPING LAYOUT HAS A LARGE EFFECT ON THE EFFICIENCY
AND RELIABILITY OF THE DENTAL VACUUM SYSTEM. REFER TO
MANUFACTURER'S PRE-INSTALLATION GUIDE PROVIDED BY HENRY
SCHEIN EQUIPMENT SPECIALIST (FOR SPECIFIC SIZING OF STUB-UP, TRUNK,
AND BRANCH LINES.

IT IS HIGHLY RECOMMENDED THAT VACUUM LINES RUN UNDERNEATH
DENTAL EQUIPMENT BY MEANS OF TRENCHING/ CORING (CONCRETE
SLAB) OR IN SUB FLOOR (BASEMENT/ CRAWL SPACE). ALL LINES ARE TO
BE DESIGNED WITH PVC PIPING UNLESS DICTATED BY LOCAL CODES TO
USE COPPER OR CAST IRON.

TO ENSURE OPTIMUM VACUUM PERFORMANCE, INSTALL MAIN LINE
DIRECTLY BELOW THE DENTAL CHAIR, CABINET OR WALL JUNCTION BOX
TO REDUCE OR ELIMINATE BRANCH LINE RUNS WHEREVER POSSIBLE.

I. STUB-UP
TERMINATE VACUUM TRUNK LINE IN MECHANICAL ROOM.  PLUMBING
CONTRACTOR TO PROVIDE FPT ADAPTOR ON END OF STUB-OUT FROM
FLOOR OR WALL. SIZE OF ADAPTOR TO BE DETERMINED BY TRUNK AND
PUMP INTAKE PIPE SIZES. SEE DETAILS THIS SET & MANUFACTURER
TEMPLATES PROVIDED BY HENRY SCHEIN EQUIPMENT REP.  IN THE CASE
OF DUAL TRUNK LINE SYSTEM, PROVIDE ENOUGH SPACE BETWEEN
STUB-UPS TO INSTALL TEES ON BOTH LINES.

2. TRUNK LINE(S)
VACUUM TRUNK LINES(S) TO BE SUPPORTED EVERY 6'-0" TO PREVENT SAG
AND SLOPED A MINIMUM OF 1/4" PER 10'-0" TOWARD THE VACUUM
PUMP.

3. BRANCH LINE(S)
BRANCH LINES ARE TO HAVE "SWEEPING" 90 DEGREE TURNS TO AVOID
VACUUM LOSS. A "WYE" FITTING SHOULD BE USED TO JOIN BRANCH
LINES TO THE  TRUNK LINE.

SPECIAL NOTE:
IF VACUUM LINES ENCROACH ON EITHER A WALL OR COLUMN FOOTING, USE 45
DEGREE ELBOWS TO PIPE AROUND FOOTING SO PIPE REACHES PROPER
LOCATION.

DO NOT PIPE TRUNK LINE IN A SERIES
MANNER LOOPING FROM J-BOX TO
J-BOX. A CONTINUOUS TRUNK LINE MUST
BE MAINTAINED FROM THE PUMP TO THE
FURTHEST J-BOX USING BRANCH LINES
OFF OF THE TRUNK LINE TO PICK UP EACH
VACUUM OUTLET. TRUNK LINE MAY
FOLLOW DRAIN LINE TRENCHES WITHIN
REASON. USE ONLY 45 DEGREE EL'S.  DO
NOT USE ANY 90 DEGREE EL'S. ALL SUB
FLOOR SCH 40 PVC CONNECTIONS ARE
TO BE PLUMBED WITH 45 DEGREE EL'S
USING DETAIL A FOR TEEING BRANCH
LINE CONNECTIONS INTO TRUNK LINE.

VACUUM NOTES

TEE FITTING

MAIN LINE
45°  ELBOWS

VACUUM PLAN DISCLAIMER
THIS VACUUM DIAGRAM HAS BEEN PROVIDED BY THE VACUUM
MANUFACTURER AND REPRESENTS THEIR RECOMMENDATIONS.  ALL
QUESTIONS REGARDING THIS DIAGRAM SHOULD BE DIRECTED TO THE
MANUFACTURER AND HENRY SCHEIN EQUIPMENT SPECIALIST.  HENRY
SCHEIN ASSUMES NO RESPONSIBILITY FOR THE INFORMATION
PROVIDED.

SEE SHEETS SED.1 & SED.2 FOR DENTAL EQUIPMENT DETAILS
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DENTAL
HYGIENE

WAITING

RECEPTION

STAFF
TOILET

KITCHEN

DENTAL
OFFICER

EXAM

MEDICAL EXAM
ROOM

COMMUNITY
HEALTH OFFICE

INTERVIEW
ROOM

PATIENT
TOILET

IT

JANITOR
CLOSET

DENTAL
LAB

OFFICE
SUPPLY

MEDICAL
STORAGE/

STERILIZER VACINNE/ISOLATION
ROOM

PUMP
ROOM

CORRIDOR

9B

14

15B

23A

25

39D3A

14A

14C

6

3A 6

9
9A

THIS PLAN IS FOR THE SOLE PURPOSE OF SPECIFICATION AND
INSTALLATION OF THE DENTAL EQUIPMENT SUPPLIED BY HENRY
SCHEIN DENTAL.  THE SPACE PLANNING AND CONCEPTUAL
DESIGN HAS BEEN PROVIDED BY OTHERS.
IT IS THE ARCHITECT/CONTRACTOR'S RESPONSIBILITY TO VERIFY
THAT ALL CODE RESTRICTIONS & CLEARANCES ARE MET.
DENTAL CHAIR AND CABINET UTILITIES TO BE LOCATED ON
JOB-SITE PER MANUFACTURER'S TEMPLATES.  LOCATIONS TO
BE APPROVED BY DOCTOR AND HENRY SCHEIN EQUIPMENT
SPECIALIST PRIOR TO ROUGH-IN.

9B

15A

32

39

40

40

4B

DATA AND
POWER LINE

VERIFY
LOCATION
WITH HSD
REP AND
OWNER

PRIOR TO
INSTALL.

PRESSURE
TANK

WATER
HEATER

PUMP

VACUUM/
COMPRESSOR

M
O

BI
LE

ST
O

R
AG

E

MOBILE
STORAGE

STERILIZATION EQUIPMENT PLACEMENT TO BE
COORDINATED WITH OWNER, CABINET

MAKER AND HENRY SCHEIN REP.

SEE MANUFACTURER CABINET
DRAWINGS PROVIDED BY HENRY SCHEIN
EQUIPMENT REP FOR ANY ADDITIONAL

REQUIREMENTS/ DIMENSIONS.
PARTIAL DRAWINGS SHOWN ON SHEETS

SDC.1-SDC.2

39A

9 9A

4B

DATA AND
POWER LINE

4B

DENTAL MECHANICAL EQUIPMENT
PLACEMENT TO BE COORDINATED
WITH OWNER, CONTRACTOR AND

HENRY SCHEIN REP.
DENTAL MECHANICAL ROOM SIZE

TO BE VERIFIED WITH HSD REP .
EQUIPMENT SIZE MAY BE TOO

LARGE.

5

54B

27

VERIFY REMOTE PANEL
LOCATION WITH HSD
REP.

PLEASE NOTE: A LICENSED ELECTRICAL CONTRACTOR IS RESPONSIBLE FOR
PROVIDING ALL REQUIRED UTILITIES.  ALL REQUIREMENTS TO BE VERIFIED BY
MANUFACTURER'S SPEC SHEETS PROVIDED BY HENRY SCHEIN DENTAL EQUIPMENT
SPECIALIST.  MANUFACTURER'S SPECS SUPERSEDE ANY AND ALL INFORMATION
CONTAINED HEREIN.

ELECTRICAL SPECIFICATIONS

Q
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TA
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RO
P

UTILITIES

D
ET

A
IL

2

4

2

2

2

2

2

1
1

1

1

1

1

1

1

1

1

1

1

2

3A

4B

5

6

9

9A

9B

14
14A

14C

15A

15B

23A

25

27

32

39

39A

39D

40

UTILITY CENTER - SELF-CONTAINED WATER.
2" CONDUIT - VERTICAL PIPE CHASE WITH PULL-STRING SUPPLIED AND INSTALLED BY
ELECTRICIAN.  RUN FROM ABOVE CEILING DOWN TO TWO-GANG MUD RING OR BOX AT SILL
PLATE.
DENTAL CHAIR RECEPTACLE - SUPPLIED & INSTALLED BY ELECTRICIAN.
DENTAL TRACK LIGHT - BLOCKING AND ELECTRICAL BY CONTRACTOR(S).  LIGHT SUPPLIED AND
INSTALLED BY HENRY SCHEIN DENTAL
WALL MOUNTED INTRAORAL X-RAY HEAD, ARM, AND WALL BRACKET - SUPPLIED AND
INSTALLED BY HENRY SCHEIN DENTAL.  BLOCKING & ELECTRICAL BY CONTRACTOR(S).
X-RAY MASTER CONTROL - ELECTRICIAN TO SUPPLY AND INSTALL PIPE CHASE WITH PULL-STRING
TO (9) LOCATION WHEN (9A) IS REMOTE.  VERIFY SUPPLIER OF WIRING WITH HENRY SCHEIN
EQUIPMENT SPECIALIST.  FINAL CONNECTION BY HENRY SCHEIN DENTAL.
X-RAY REMOTE EXPOSURE BUTTON - ELECTRICIAN TO SUPPLY AND INSTALL PIPE CHASE WITH
PULL-STRING TO (9A) OR (9C) LOCATION.  VERIFY SUPPLIER OF EXPOSURE BUTTON AND WIRING
WITH HENRY SCHEIN EQUIPMENT SPECIALIST.  FINAL CONNECTION BY HENRY SCHEIN DENTAL.
STERILIZER (SINGLE CASSETTE) - SUPPLIED AND INSTALLED BY HENRY SCHEIN DENTAL.
STERILIZER (AUTOCLAVE) - SUPPLIED AND INSTALLED BY HENRY SCHEIN DENTAL.
STERI-CENTER UTILITIES - CONTRACTOR(S) TO PROVIDE REQ'D UTILITIES PER MFR'S SPECS.
STERI-CENTER SUPPLIED AND INSTALLED BY HENRY SCHEIN DENTAL.  EXACT LOCATIONS TO BE
CONFIRMED ON-SITE BY HENRY SCHEIN EQUIPMENT SPECIALIST.  FINAL CONNECTIONS OF
CABINET UTILITIES BY CONTRACTOR.
WASHER DISINFECTOR - UTILITIES BY CONTRACTOR(S).  SUPPLIED AND INSTALLED BY HENRY
SCHEIN DENTAL.
HANDPIECE MAINTENANCE SYSTEM - CONTRACTOR(S) TO PROVIDE REQ'D UTILITIES.  1/2" AIR
LINE WITH 1/4” ANGLE VALVE  (ABOVE COUNTERTOP).  SYSTEM SUPPLIED AND INSTALLED BY
HENRY SCHEIN DENTAL.
EXHAUST FAN FOR DENTAL MECHANICAL CLOSET - SUPPLIED AND INSTALLED BY CONTRACTOR.
A THERMOSTAT CONTROLLED FAN IS REQUIRED TO KEEP ROOM TEMPERATURE WITHIN THE
EQUIPMENT MANUFACTURER'S RECOMMENDED OPERATING TEMPERATURE RANGE.  FAN
OUTPUT (CFM) TO BE DETERMINED BY ARCHITECT/ENGINEER.   VENT TO OUTSIDE.
DENTAL AIR COMPRESSOR - SUPPLIED BY HENRY SCHEIN DENTAL, INSTALLED BY
CONTRACTOR(S).  FOR DENTAL AIR DRIVEN DEVICES.  PLUMBER TO PROVIDE 1/2" I.D. COPPER
TYPE K OR L SUPPLY LINES TO LOCATIONS THAT REQUIRE AIR.  BUCK BOOST TRANSFORMER
SUPPLIED AND INSTALLED BY ELECTRICIAN (IF REQ'D).  FINAL CONNECTIONS BY
CONTRACTOR(S).
VACUUM PUMP (DRY) - SUPPLIED BY HENRY SCHEIN DENTAL, INSTALLED BY CONTRACTOR(S).
VERIFY TRUNK & BRANCH LINE SIZES WITH MFR RECOMMENDATIONS.  USE SCH 40 PVC WHERE
PERMITTED BY CODE.  PLUMBER TO EXHAUST PUMP TO OUTSIDE.  BUCK BOOST TRANSFORMER
SUPPLIED AND INSTALLED BY ELECTRICIAN (IF REQ’D).  DRAIN BY PLUMBER.  FINAL
CONNECTIONS BY CONTRACTOR(S).  PLUMBER TO PROVIDE WATER LINE WITH HOSE BIB NEAR
UNIT.  SEE DETAIL.
REMOTE CONTROL PANEL - SUPPLIED BY HENRY SCHEIN DENTAL, INSTALLED BY ELECTRICIAN 60"
A.F.F. ELECTRICIAN TO SUPPLY AND INSTALL 24V CONTROL WIRING FROM PANEL TO EACH
COMPRESSOR, VACUUM AND/OR SOLENOID PER MFR SPECS.
CEILING MOUNTED MONITOR - BLOCKING AND ELECTRICAL BY CONTRACTOR(S).  EXACT
LOCATION PER OWNER AND HENRY SCHEIN EQUIPMENT SPECIALIST.
WALL MOUNTED MONITOR - BLOCKING AND ELECTRICAL BY CONTRACTOR(S).  EXACT
LOCATION PER OWNER AND HENRY SCHEIN EQUIPMENT SPECIALIST.
CABINET MOUNTED MONITOR - SUPPLIED AND INSTALLED BY HENRY SCHEIN DENTAL.
COMPUTER CIRCUIT -  DUPLEX OUTLET & DATA DROP PROVIDED BY ELECTRICIAN.  1-4 OUTLETS
PER DEDICATED CIRCUIT.  HEIGHT SPECIFIED BY HENRY SCHEIN EQUIPMENT REP OR AS NOTED.

115V

115V

115V

115V

115V
115V

SEE MFR.
SPECS

230V

115V

115V

230V

230V

SEE MFG.
SPECS

SEE MFG.
SPECS
115V

115V

20A

20A
20A

●

20A

●

20A

VARY

20A

●

●

●

●

●

●
●

●

●

3A

4B

5

6

9

9B

14A
14A

15A

15B

25

27

32

39

39A

PROPOSED ELECTRICAL PLAN
1/4"=1'-0"

220V DUPLEX RECEPTACLE

ELECTRICAL LEGEND
ALL HEIGHTS TO BE SPECIFIED ON-SITE UNLESS NOTED OTHERWISE

*SPECIFICATIONS MAY INCLUDE DATA, SEE ELECTRICAL
SCHEDULE THIS SHEET

SE.1

24 x 361/4"=1'-0"
DENTAL

ELECTRICAL PLAN

SEE SHEETS SED.1 & SED.2 FOR DENTAL EQUIPMENT DETAILS

ELECTRICAL NOTES

5.  ADDITIONAL CONVENIENCE OUTLETS REQUIRED ON JOBSITE  ARE THE
RESPONSIBILITY OF ELECTRICAL CONTRACTORS.   FOLLOW LOCAL CODE
RESTRICTIONS.

4.  GFCI PROTECTION OR REDUNDANT GROUND IN DENTAL CHAIR
RECEPTACLES, DENTAL UTILITY CABINETS AND ANY OTHER AREAS
REQUIRED BY LOCAL CODE IS THE RESPONSIBILITY OF THE ELECTRICAL
CONTRACTOR.

2.  EXACT EQUIPMENT LOCATIONS MUST BE JOB SITE VERIFIED BY THE
HENRY SCHEIN DENTAL EQUIPMENT SPECIALIST.

3.  FOLLOW MANUFACTURER'S TEMPLATES FOR EXACT REQUIREMENTS
FOR ANY EQUIPMENT SUPPLIED BY HENRY SCHEIN DENTAL.  CONSULT
WITH HENRY SCHEIN DENTAL REP FOR ADDITIONAL INFORMATION.

1.  THIS SPECIFICATION SHEET IS INTENDED AS A GUIDE FOR TRADESMEN.
THE FLOOR PLANS ENCLOSED HEREIN ARE SUGGESTIONS FOR THE
PLACEMENT OF DENTAL EQUIPMENT.  THEY ARE NOT INTENDED FOR
CONSTRUCTION.

7.  ALL COMPUTER NETWORKING AND WORKSTATIONS MUST BE
SPECIFIED BY CUSTOMER'S COMPUTER SUPPLIER.   IF HENRY SCHEIN WILL
BE SUPPLYING THE COMPUTERS & NETWORKING COMPONENTS, SEE
SHEET SE.2 FOR THE OFFICE TECHNOLOGY PLAN.

8.  CONTRACTOR TO PROVIDE AND INSTALL ALL EXIT SIGNS, EMERGENCY
LIGHTING AND FIRE SUPPRESSION & DETECTION SYSTEMS AS PER
ARCHITECT'S DRAWINGS AND LOCAL CODE.

9.  REFER TO ARCHITECT'S DRAWINGS FOR ELECTRICAL REQUIREMENTS IN
ALL AREAS NOT INDICATED ON THIS PLAN.

ALL DIMENSIONS NOTED ON PLAN ARE TO THE CENTERLINE
OF RECEPTACLE OR UTILITY CENTER

(UNLESS SHOWN OTHERWISE)

6.  CONDUIT LOCATIONS (4, 4A, 4B, 4C) SHOULD BE VERIFIED WITH
OWNER AND HENRY SCHEIN REP PRIOR TO ROUGH-IN.
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NOTES:
1. DETAIL PROVIDED FOR UTILITY REQUIREMENTS.

REFER TO MANUFACTURER'S INSTALLATION GUIDE
FOR ADDITIONAL INFORMATION.  HENRY SCHEIN
DENTAL REP WILL PROVIDE INSTALLATION TEMPLATE
UPON REQUEST.

2. INSTALLATION MUST CONFORM TO ALL LOCAL
ELECTRICAL AND PLUMBING CODES.

3. ALL UTILITIES HEREIN TO BE SUPPLIED & INSTALLED BY
LICENSED CONTRACTORS.  FINAL CONNECTIONS
TO EQUIPMENT BY HENRY SCHEIN DENTAL.

4. ALL VALVES, BOXES AND PIPES FROM FLOOR MUST
BE NO HIGHER THAN 5" A.F.F.

5. ALL PLUMBED SYSTEMS MUST BE FLUSHED CLEAN OF
ANY DEBRIS PRIOR TO EQUIPMENT INSTALLATION.

3A ADEC INSPIRE 591 CABINET UTILITIES
NOT TO SCALE

TOP VIEW

COMPRESSED AIR:  1/2" SUPPLY LINE FROM COMPRESSOR BY PLUMBER.  STUB-UP FROM FLOOR 1”-2”.
TERMINATE WITH 3/8” ANGLE VALVE.  PRESSURE 100 PSI MAX.

ELECTRICAL:  16" ELECTRICAL WHIP TERMINATED PER CODE FOR CONNECTION TO MANUFACTURER
PROVIDED JUNCTION BOX.

CENTRAL VACUUM:  5/8" RISER BY PLUMBER (SCH 40 PVC OR TYPE M COPPER). TERMINATE 1-2" A.F.F.

A

E

V

ELEVATION VIEW

UTILITIES TO BE RUN IN
FLOOR OR WALL BASED

ON SITE CONDITIONS

BACK OF CABINET

COUNTERTOP ABOVE

CL

CL

AVAILABLE SPACE FOR PLACEMENT OF
UTILITIES (LOCATE AS NEEDED)

A E V

A E V

CABINET
TOE KICK

UTILITIES TO STUB-OUT
FROM WALL 6" (MIN.)

FINISHED
FLOOR

ALLOW 16" OF 1/2" FLEX
CONDUIT TO EXTEND FROM
STUB-OUT FOR HOOK-UPS

MANUFACTURER PROVIDED
JUNCTION BOX & QUAD

OUTLET (APPROX.
LOCATION AND
ORIENTATION) TOP VIEW

5 SURFACE MOUNTED CHAIR OUTLET
NOT TO SCALE

NOTES:
1. INSTALLATION MUST CONFORM TO ALL LOCAL

ELECTRICAL CODES.
2. ALL UTILITIES HEREIN TO BE SUPPLIED & INSTALLED BY

LICENSED CONTRACTORS.  FINAL CONNECTIONS
TO EQUIPMENT BY HENRY SCHEIN DENTAL.

SURFACE MOUNTED SERVICE BOX AND DUPLEX
OUTLET BY ELECTRICIAN.  COORDINATE EXACT
FINISH WITH ARCHITECT AND OWNER.

CL

CL
TOE OF CHAIR

HEAD OF CHAIR

FINISHED FLOOR

OUTLET MUST FACE TOWARDS HEAD OF CHAIR.

ELEVATION VIEW

9B X-RAY EXPOSURE BUTTON
NOT TO SCALE

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR UTILITY REQUIREMENTS.
REFER TO MANUFACTURER'S INSTALLATION
GUIDE FOR ADDITIONAL INFORMATION.

EXPOSURE BUTTON SUPPLIED AND
INSTALLED BY HENRY SCHEIN
DENTAL AT FINISH.

SINGLE-GANG JUNCTION BOX &
CONDUIT TO ABOVE CEILING (OR
PER CODE) WITH PULL-STRING BY
ELECTRICIAN TO 9A OR 9C
LOCATION.  SEE SHEET SE.1.

13 DENTAL AIR LINE
NOT TO SCALE

ANCHOR LINES SECURELY TO A STUD
OR A CROSS BRACE TO PREVENT
MOVEMENT.

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR UTILITY REQUIREMENTS.

1/2" SUPPLY LINE FROM COMPRESSOR
BY PLUMBER.  STUB-OUT FROM WALL
1”-2”.  TERMINATE WITH  3/8” ANGLE
VALVE.  PRESSURE 100 PSI MAX.

14A STERILIZER TOWER
NOT TO SCALE

DATA:  SINGLE GANG BOX WITH 1"
CONDUIT AND PULL STRING TO 4"
ABOVE FINISHED CEILING BY
CONTRACTOR.  DATA CABLING &
RJ45 OUTLET BY OWNER'S I.T.
COMPANY.

SINGLE GANG BOX & DUPLEX
OUTLET ON 115V, 20A
DEDICATED CIRCUIT BY
ELECTRICIAN.

DENTAL STERILIZERS SUPPLIED
AND INSTALLED BY HENRY
SCHEIN DENTAL.

SLIDE-OUT WATER RESISTANT
SHELVES MUST BE CAPABLE OF
CARRYING A 100 LB LOAD.

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR UTILITY REQUIREMENTS.
REFER TO MANUFACTURER'S INSTALLATION
GUIDE FOR ADDITIONAL INFORMATION.

CABINETRY SUPPLIED AND INSTALLED BY
CONTRACTOR.

CONTRACTOR TO PROVIDE 4"
CLEAR BETWEEN CABINET BACK
AND WALL FOR AIR FLOW TO
STERILIZERS.

9 SIRONA HELIODENT PLUS X-RAY
NOT TO SCALE

X-RAY MOUNTING PLATE SUPPLIED
AND INSTALLED BY HENRY SCHEIN
DENTAL AT FINISH.  FINAL
CONNECTIONS BY HENRY SCHEIN
DENTAL.

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR BLOCKING & UTILITY
REQUIREMENTS. REFER TO MANUFACTURER'S
INSTALLATION GUIDE FOR ADDITIONAL
INFORMATION.

THE WALL FABRICATION AND ATTACHMENTS TO
THE BUILDING STRUCTURE MUST BE CAPABLE OF
WITHSTANDING A LOAD MOMENT OF 850 FT. LBS.,
100 LB. SHEAR LOAD AND A 350 LB. WITHDRAWAL
FORCE AT EACH OF THE MOUNTING BOLTS.
FRAMING SHOULD ALLOW ALL FOUR MOUNTING
BOLTS TO ENTER SOLID WOOD.  MOUNTING
MATERIALS SUPPLIED AND INSTALLED BY
CONTRACTOR.

SINGLE GANG BOX WITH 115V
POWER FEED ON DEDICATED 20A
CIRCUIT BY ELECTRICIAN.
PROVIDE 12" WHIP.
X-RAY DRAW: 10A

(2) SOLID 2x12'S MOUNTED FLUSH
WITH STUD FACE.  RUN FROM
BOTTOM PLATE TO STRUCTURAL
CEILING BY CONTRACTOR.
BRACE AT TOP AND BOTTOM.

PROPERLY SECURE FRAMING TO
STRUCTURE ABOVE FOLLOWING
LOCAL CODES & X-RAY LOAD
REQUIREMENTS.

TO BE BRACED AT INTERMEDIATE
POINTS, NOT EXCEEDING 24"
O.C. WITH SUITABLE  STRUCTURAL
GRADE FRAMING LUMBER.
BRACE ACCORDING TO LOCAL
STANDARDS.

SINGLE-GANG JUNCTION BOX AND
CONDUIT TO ABOVE CEILING (OR
PER CODE) WITH PULL-STRING BY
ELECTRICIAN TO 9A (IF  REMOTE) OR
9B LOCATION.  SEE SHEET SE.1.

4B VERTICAL CHASE
NOT TO SCALE

FOLLOW LOCAL CODES FOR ALL WORK.

CEILING AS PER
OWNER/ARCHITECT

INTERIOR PARTITION.
CONSTRUCTION AS PER LOCAL
CODES.  SEE ARCHITECT.

2"  CONDUIT - VERTICAL PIPE
CHASE WITH PULL-STRING SUPPLIED
AND INSTALLED BY CONTRACTOR.
RUN FROM ABOVE CEILING DOWN
TO 4” ABOVE FLOOR.  MOUNT A
SINGLE-GANG MUD RING AT SILL
PLATE FOR ROUTING CABLES.

9 SIRONA HELIODENT PLUS X-RAY
NOT TO SCALE

X-RAY MOUNTING PLATE SUPPLIED
AND INSTALLED BY HENRY SCHEIN
DENTAL AT FINISH.  FINAL
CONNECTIONS BY HENRY SCHEIN
DENTAL.

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR BLOCKING & UTILITY
REQUIREMENTS. REFER TO MANUFACTURER'S
INSTALLATION GUIDE FOR ADDITIONAL
INFORMATION.

THE WALL FABRICATION AND ATTACHMENTS TO
THE BUILDING STRUCTURE MUST BE CAPABLE OF
WITHSTANDING A LOAD MOMENT OF 850 FT. LBS.,
100 LB. SHEAR LOAD AND A 350 LB. WITHDRAWAL
FORCE AT EACH OF THE MOUNTING BOLTS.
FRAMING SHOULD ALLOW ALL FOUR MOUNTING
BOLTS TO ENTER SOLID WALL STRUCTURAL
MATERIAL.  MOUNTING MATERIALS SUPPLIED AND
INSTALLED BY CONTRACTOR.

SINGLE GANG BOX WITH 115V
POWER FEED ON DEDICATED 20A
CIRCUIT BY ELECTRICIAN.
PROVIDE 12" WHIP.
X-RAY DRAW: 10A

SINGLE-GANG JUNCTION BOX AND
CONDUIT TO ABOVE CEILING (OR
PER CODE) WITH PULL-STRING BY
ELECTRICIAN TO 9A (IF  REMOTE) OR
9B LOCATION.  SEE SHEET SE.1.

NOTES:
1. DETAIL PROVIDED FOR BLOCKING & UTILITY

REQUIREMENTS. REFER TO MANUFACTURER'S
INSTALLATION GUIDE FOR ADDITIONAL
INFORMATION.

2. INSTALLATION MUST CONFORM TO ALL LOCAL
FRAMING AND ELECTRICAL CODES.

3.  BLOCKING MUST BE LEVEL.
4.  MOUNTING MATERIALS SUPPLIED AND INSTALLED BY

CONTRACTOR.
5.  FINAL CONNECTIONS TO BE MADE BY HENRY

SCHEIN DENTAL.

(2) 6" 16 GA. STRUCTURAL HORIZONTAL STUDS

6 TRACK DENTAL LIGHT: METAL BRACING
NOT TO SCALE

CROSS VIEW

SIDE VIEW6" 16 GA. STRUCTURAL TRACK AT EACH END OF ROOM FOR
SECURING SPANNING 6" STRUCTURAL STUDS TO WALL. USE
STRUCTURAL FASTENERS FOR FASTENING TRACK TO WALL.

ELECTRICIAN TO PROVIDE  JUNCTION BOX & 115V POWER FEED WITH
18" WHIP ABOVE CEILING FOR LIGHT.  SEE HENRY SCHEIN REP FOR FINAL
TERMINATION POINT, DRILL HOLE & FEED WHIP THROUGH BACKING
INTO TRACK LIGHT FOR FINAL CONNECTIONS.
*DATA FEED PER MANUF. INSTALL

TOP-DOWN VIEW

6" STEEL STUDS

120

PRODUCT SPECIFICATIONS

1.25A
200

NOMINAL VAC RATING
VOLTAGE MIN/MAX
FULL LOAD AMPS
WEIGHT (LBS)

100 -240
FINISHED CEILING

TRACK LIGHT PALETTE, SUPPLIED
AND INSTALLED BY HENRY SCHEIN
DENTAL AT FINISH.

BLOCKING - SINGLE 2x12, LENGTH OF ROOM, MOUNTED
AND SECURED TO 6" STRUCTURAL STEEL STUDS ON BOTH
SIDES.  FOR NON-COMBUSTIBLE CONSTRUCTION, FRT
LUMBER MAY BE USED OR BLOCKING MAY BE WRAPPED
IN FIRECODE CORE GYP. BRD.  FOLLOW LOCAL CODES.

SED.1

24 x 36SEE DETAIL
DENTAL EQUIP.

 DETAILS
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15A SCICAN HYDRIM C61w G4 WASHER DISINFECTOR
NOT TO SCALE

SINGLE GANG BOX & 230V OUTLET ON
DEDICATED 20A CIRCUIT BY ELECTRICIAN.

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR UTILITY REQUIREMENTS.
REFER TO MANUFACTURER'S INSTALLATION
GUIDE FOR ADDITIONAL INFORMATION.

HYDRIM SUPPLIED AND INSTALLED BY
HENRY SCHEIN DENTAL.

PLUMBER TO SUPPLY & INSTALL A 3/4"
DISHWASHER TEE ON DRAIN STAND
PIPE FOR HYDRIM DRAIN HOSE.

SINK LOCATION/SIZE WILL VARY BASED
ON STERILIZATION CONFIGURATION

1/2" HOT WATER SUPPLY LINE BY PLUMBER.
STUB-OUT FROM WALL 1”-2”.  TERMINATE
WITH 3/4" ANGLE VALVE.   PRESSURE 145 PSI
MAX.

HYDRIM C61w G4
23.75"W x 20.70"D

x 23.75"H

1/2" COLD WATER SUPPLY LINE BY PLUMBER.
STUB-OUT FROM WALL 1”-2”.  TERMINATE
WITH 3/4" ANGLE VALVE.   PRESSURE 145 PSI
MAX.

25 AIRTECHNIQUES AIRSTAR 22 COMPRESSOR
NOT TO SCALE

230

PRODUCT SPECIFICATIONS

8

20

640

NOTES:
1. DETAIL PROVIDED FOR UTILITY REQUIREMENTS.

REFER TO MANUFACTURER'S INSTALLATION GUIDE
FOR ADDITIONAL INFORMATION.

2. INSTALLATION MUST CONFORM TO ALL LOCAL
ELECTRICAL AND PLUMBING CODES.

3. FINAL CONNECTIONS TO BE MADE BY LICENSED
CONTRACTORS.

4. MECHANICAL ROOM MUST BE KEPT BETWEEN
41°-105° F.  A THERMOSTAT CONTROLLED EXHAUST
FAN IS RECOMMENDED.  SPECIFICATIONS PER
MECHANICAL ENGINEER.

5. PROVIDE A BUCK-BOOST TRANSFORMER IF FACILITY
SERVICE DOES NOT FALL WITHIN THE
RECOMMENDED SUPPLY VOLTAGE FLUCTUATION
OF ± 10% OF NOMINAL VOLTAGE RATINGS LISTED.
VERIFY SUPPLIER OF BUCK-BOOST TRANSFORMER
WITH HENRY SCHEIN EQUIPMENT SPECIALIST.

NOMINAL VAC RATING
VOLTAGE MIN/MAX
FULL LOAD AMPS
MIN. CIRCUIT BREAKER
RATING (AMPS)

WATTS PER HOUR

AIRSTAR 22
29"W x 20"D x 30.5"H

200 LBS.
BTU PER HOUR
MIN WIRE SIZE (AWG)

2184
12

2" REMOTE AIR INTAKE BY
PLUMBER.  RUN TO EXTERIOR.
PROTECT EXTERIOR PIPING FROM
OUTDOOR ELEMENTS AS NEEDED.

12" CLEARANCE ON ALL
SIDES RECOMMENDED

FRONT ELEVATION

230V, 20A DEDICATED CIRCUIT &
NEMA 6-20R OUTLET BY
ELECTRICIAN.

198/242

RIGID CONDUIT TO 6" ABOVE CEILING (OR
PER CODE) & 18/4 LOW VOLTAGE WIRE TO
REMOTE SHUT-OFF BY ELECTRICIAN.

1/2" TYPE "K" OR "L" COPPER AIR LINE
TO TREATMENT ROOMS AND 3/8"
FNPT END FITTING BY PLUMBER.

THIS COMPRESSOR MEETS THE REQUIREMENTS FOR
FACILITIES UTILIZING NO SEDATION TO MODERATE
SEDATION AS DEFINED BY NFPA 99.

27 AIRTECHNIQUES MOJAVE V3 VACUUM

230
198/242

PRODUCT SPECIFICATIONS

12

20

1601

NOMINAL VAC RATING
VOLTAGE MIN/MAX
FULL LOAD AMPS
MIN. CIRCUIT BREAKER
RATING (AMPS)

MAX WATTS PER HOUR
IDLE/MAX BTU PER HOUR 3021/5462

# OF MOTORS 1

2" INSULATED METAL EXHAUST VENT BY
PLUMBER.  SCH. 40 PVC MAY BE USED
WHEN CONNECTED TO HEAT EXCHANGER,
SEE HENRY SCHEIN REP.  RUN TO EXTERIOR.
PROTECT EXTERIOR PIPING FROM
OUTDOOR ELEMENTS AS NEEDED.

FRONT ELEVATION

1-11
2" MAIN VACUUM  LINE FROM TREATMENT

ROOMS BY PLUMBER.  TERMINATE WITH A 11
2"

FNPT FITTING OR CONNECT DIRECTLY TO
AMALGAM SEPARATOR (29A) WHEN CALLED
FOR.  SEE SHEET SP.1.
MINIMUM SLOPE ON VACUUM LINE OF 1/4"
PER 10' TOWARDS THE MECHANICAL ROOM

10'
1/4"

V3 PUMP
25"W x 21"D x 17"H

145 LBS.

MT10 TANK
25"W x 22"D x

33"H
75 LBS.

TWO GANG BOX & 230V, 20A
DEDICATED CIRCUIT BY ELECTRICIAN.
POWER IS HARDWIRED. ELECTRICIAN TO
SUPPLY DISCONNECT BOX IF ELECTRICAL
PANEL IS NOT IN MECHANICAL ROOM.

SINGLE GANG BOX & 115V NEMA 5-15R
SIMPLEX OUTLET BY ELECTRICIAN FOR
MASTER CONTROLLER.   DRAW: 5A

NOTES:
1. DETAIL PROVIDED FOR UTILITY REQUIREMENTS.

REFER TO MANUFACTURER'S INSTALLATION GUIDE
FOR ADDITIONAL INFORMATION.

2. INSTALLATION MUST CONFORM TO ALL LOCAL
ELECTRICAL AND PLUMBING CODES.

3. FINAL CONNECTIONS TO BE MADE BY LICENSED
CONTRACTOR(S).

4. MECHANICAL ROOM MUST BE KEPT BETWEEN
40°-104° F.  A THERMOSTAT CONTROLLED EXHAUST
FAN IS RECOMMENDED.  SPECIFICATIONS PER
MECHANICAL ENGINEER.

5. PROVIDE A BUCK-BOOST TRANSFORMER IF FACILITY
SERVICE DOES NOT FALL WITHIN THE
RECOMMENDED SUPPLY VOLTAGE FLUCTUATION
OF ± 10% OF NOMINAL VOLTAGE RATINGS LISTED.
VERIFY SUPPLIER OF BUCK-BOOST TRANSFORMER
WITH HENRY SCHEIN EQUIPMENT SPECIALIST.

NOT TO SCALE

1/2" WATER SUPPLY LINE WITH
3/4" HOSE BIB WITHIN 10' OF
TANK BY PLUMBER.

RIGID CONDUIT TO 6" ABOVE CEILING (OR
PER CODE) & 18/4 LOW VOLTAGE WIRE TO
REMOTE SHUT-OFF BY ELECTRICIAN.

11
2" CLOSED VENTED DRAIN LINE FROM

WALL OR FLOOR BY PLUMBER, NO TRAP
BEFORE VENT.
OR DRAIN LINE WITH P-TRAP AND AIR GAP.
OR FLOOR SINK.  FOLLOW LOCAL CODES.

29A AIRTECHNIQUES ACADIA AMALGAM SEPARATOR
NOT TO SCALE

FRONT ELEVATION

MECHANICAL ROOM FLOOR

AMALGAM SEPARATOR SUPPLIED BY
HENRY SCHEIN DENTAL.  INSTALLATION
AND FINAL CONNECTIONS BY PLUMBER.
COORDINATE LOCATION WITH HENRY
SCHEIN TECHNICIAN.

INLET FOR CONNECTION TO MAIN
VACUUM LINE.  USE PROVIDED INLET
AND OUTLET COUPLINGS WITH FLEX
PIPING, DO NOT GLUE PLUMBING TO
THE ACADIA INLET OR OUTLET.

OUTLET FOR CONNECTION TO WET
RING VACUUM INLET OR DRY VACUUM
COLLECTION TANK.  MOUNT
SEPARATOR SO THAT THIS OUTLET IS
HIGHER THAN THE VACUUM TANK OR
PUMP INLET.  USE PROVIDED INLET AND
OUTLET COUPLINGS WITH FLEX PIPING,
DO NOT GLUE PLUMBING TO THE
ACADIA INLET OR OUTLET.

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR UTILITY REQUIREMENTS.
REFER TO MANUFACTURER'S INSTALLATION
GUIDE FOR ADDITIONAL INFORMATION.

SEE VACUUM PUMP DETAIL FOR VACUUM
LINE TERMINATION FROM TREATMENT
ROOMS.

32 MECHANICAL REMOTE SHUT-OFF (2 SWITCH)
NOT TO SCALE

NOTE:  WHEN USING WET-RING
VACUUM PUMPS, THE VACUUM
SWITCH MUST BE LOCKED OUT BY
THE WATER SWITCH TO INSURE
THAT WATER IS AVAILABLE
BEFORE THE VACUUM STARTS.

AIR AND VACUUM REMOTE
SHUT-OFF KIT SUPPLIED BY HENRY
SCHEIN DENTAL.  FINAL
CONNECTIONS BY HENRY SCHEIN
DENTAL (OR PER LOCAL CODE).
REFER TO MANUFACTURER'S
INSTALLATION GUIDE FOR WIRING
DIAGRAM.

PROVIDE 18" WHIPS IN BOX FOR
FINAL CONNECTIONS.

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR UTILITY REQUIREMENTS.
REFER TO MANUFACTURER'S INSTALLATION
GUIDE FOR ADDITIONAL INFORMATION. TWO GANG BOX & CONDUIT TO

ABOVE CEILING (OR PER CODE)
BY ELECTRICIAN. 1
18/4 LOW VOLTAGE WIRE TO
MECHANICAL CLOSET BY
ELECTRICIAN FOR EACH
VACUUM MOTOR, COMPRESSOR
OR WATER VALVE TO BE
CONTROLLED.

4 x 4 POSTS BY CONTRACTOR

PROPERLY SECURE FRAMING TO
STRUCTURE ABOVE FOLLOWING
LOCAL CODES

39A
NOT TO SCALE

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR BLOCKING & UTILITY
REQUIREMENTS. REFER TO MANUFACTURER'S
INSTALLATION GUIDE FOR ADDITIONAL
INFORMATION.

PROVIDE ADEQUATE FRAMING & BLOCKING TO
SUPPORT APPROXIMATELY 55 POUNDS STATIC
LOAD AND A MINIMUM MOMENT OF 203 FT LBS.
FRAMING SHOULD ALLOW ALL FOUR
MOUNTING BOLTS TO ENTER SOLID WOOD.
MOUNTING MATERIALS SUPPLIED AND INSTALLED
BY CONTRACTOR.

A-DEC 585 WALL MOUNTED MONITOR-EXAM ROOM

TWO GANG BOX & 2" CONDUIT
WITH PULL-STRING TO 4" ABOVE
CEILING BY ELECTRICIAN.
SINGLE GANG BOX & 115V DUPLEX
OUTLET BY ELECTRICIAN, MOUNT
DIRECTLY BELOW MONITOR
MOUNTING PLATE.
OPTIONAL:  SINGLE GANG BOX &
115V POWER WHIP MOUNTED BEHIND
PLATE BY ELECTRICIAN.  SEE HENRY
SCHEIN REP.
MONITOR SUPPLIED AND INSTALLED
BY HENRY SCHEIN DENTAL.

15B NSK CARE 3 PLUS MAINTENANCE SYSTEM
NOT TO SCALE

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR UTILITY REQUIREMENTS.
REFER TO MANUFACTURER'S INSTALLATION
GUIDE FOR ADDITIONAL INFORMATION.

CARE 3 PLUS UNIT SUPPLIED AND
INSTALLED BY HENRY SCHEIN
DENTAL.

SINGLE GANG BOX & 115V DUPLEX
OUTLET BY ELECTRICIAN.

1/2" AIR SUPPLY LINE FROM
COMPRESSOR BY CONTRACTOR.
STUB-OUT FROM WALL 1”-2”.
TERMINATE WITH 1/4” ANGLE VALVE.
PRESSURE 100 PSI MAX.

NOTES:
1. DETAIL PROVIDED FOR BLOCKING & UTILITY

REQUIREMENTS. REFER TO MANUFACTURER'S
INSTALLATION GUIDE FOR ADDITIONAL
INFORMATION.

2. INSTALLATION MUST CONFORM TO ALL LOCAL
FRAMING AND ELECTRICAL CODES.

3. PROVIDE ADEQUATE BLOCKING AND STRUCTURAL
BRACING TO SUPPORT A LIVE LOAD OF 100 LBS.
BLOCKING MUST BE LEVEL.

4. MOUNTING MATERIALS SUPPLIED AND INSTALLED BY
CONTRACTOR.

5. FINAL CONNECTIONS TO BE MADE BY HENRY
SCHEIN DENTAL OR OWNER'S I.T. COMPANY.

MOUNT BLOCKING AS CLOSE TO UNDERSIDE OF FINISHED
CEILING AS POSSIBLE.  COORDINATE HEIGHT WITH OWNER'S
I.T. COMPANY.

SUPPORT STRUCTURE AND BRACING SPECIFIED BY ENGINEER,
SUPPLIED AND INSTALLED BY CONTRACTOR.

SINGLE-GANG BOX & 115V DUPLEX OUTLET BY ELECTRICIAN.

FINISHED CEILING

39 TYPICAL CEILING MOUNTED MONITOR
NOT TO SCALE

MONITOR MOUNT SUPPLIED AND INSTALLED BY OWNER'S I.T.
COMPANY.

CONSULT WITH OWNER AND OWNER'S I.T. COMPANY
REGARDING ANY LOW-VOLTAGE CABLING NEEDS.

BLOCKING - (2) LAYERS OF 3/4" CDX PLYWOOD, GLUED &
SCREWED TOGETHER.  FOR NON-COMBUSTABLE CONSTRUCTION,
FRT PLYWOOD MAY BE USED OR BLOCKING MAY BE WRAPPED IN
FIRECODE CORE GYP. BRD.  FOLLOW LOCAL CODES.

39A
NOT TO SCALE

FOLLOW LOCAL CODES FOR ALL WORK.

DETAIL PROVIDED FOR BLOCKING & UTILITY
REQUIREMENTS. REFER TO MANUFACTURER'S
INSTALLATION GUIDE FOR ADDITIONAL
INFORMATION.

PROVIDE ADEQUATE STRUCTURAL SUPPORT;
SHOULD ALLOW ALL FOUR MOUNTING BOLTS TO
ENTER AND HOLD WITHIN SOLID STRUCTURAL
MATERIAL, MOUNTING MATERIALS SUPPLIED
AND INSTALLED BY CONTRACTOR.

A-DEC 585 WALL MOUNTED MONITOR-EXAM ROOM

TWO GANG BOX & 2" CONDUIT
WITH PULL-STRING TO 4" ABOVE
CEILING BY ELECTRICIAN.
SINGLE GANG BOX & 115V DUPLEX
OUTLET BY ELECTRICIAN, MOUNT
DIRECTLY BELOW MONITOR
MOUNTING PLATE.
OPTIONAL:  SINGLE GANG BOX &
115V POWER WHIP MOUNTED BEHIND
PLATE BY ELECTRICIAN.  SEE HENRY
SCHEIN REP.
MONITOR SUPPLIED AND INSTALLED
BY HENRY SCHEIN DENTAL.

100

PRODUCT SPECIFICATIONS

VARIES
55

NOMINAL VAC RATING
VOLTAGE MIN/MAX
FULL LOAD AMPS
WEIGHT (LBS)

110/120

MOMENT (FT-LBS) 203

SED.2

24 x 36SEE DETAIL
DENTAL EQUIP.
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EXISTING BERMUDA STONE
WALLS TO BE RETAINED

NEW UNFILLED CONCRETE
BLOCK CONSTRUCTION

CONSTRUCTION KEY

1. SCRAPE DOWN EXISTING UNEVEN WALLS  AND CLEAN
TO ELIMINATE EXISTING MOLD. APPLY PLASTER 
RENDER, 2 COATS MOLD/MILDEW PRIMER AND PAINT
FINISH

2. FILL HOLES IN WALLS CAUSED BY REMOVAL OF 
PLUMBING AND ELECTRICAL OUTLETS. APPLY AN
EVEN LAYER OF PLASTER RENDER TO ALIGN WITH 
WALLS.

3. EXISTING OPENINGS TO BE BLOCKED WITH CONCRETE
BLOCK TO MATCH WITH OF EXISTING OPENINGS.

4. APPLY NEW GYPSUM BOARD TO CEILING.

5. EXISTING CONCRETE SLAB TO BE RESURFACED EVENLY
AND READY TO RECEIVE NEW VINYL TILE FINISH

6. ALL GYPSUM BOARD WALLS REQUIRE BLOCKING TO
SUPPORT ADDITIONAL  MEDICAL/DENTAL EQUIPMENT
OR WALL HANGING OBJECTS

7. ALL STONE WALLS RECEIVING RECESSED EQUIPMENT
TO BE FULLY GROUTED ON THE INTERIOR

8. ALL SERVICES TO POST OFFICE PARTY SHALL BE 
ENCASED IN A MINIMUM OF 4" OF CONCRETE OR METAL

PROPOSED GENERAL NOTES

NEW PARTITION WALL

NEW FILLED CONCRETE BLOCK
CONSTRUCTION

GENERAL NOTES

All dimensions are in imperial unless otherwise stated

All dimensions shall be checked on site prior to
commencing the works and errors and omission to be
reports to the architects.

All materials and workmanship shall conform with the
relevant specification and codes of practice.

All drawing, specification and related documents are
copyright of the architect and must not be copied.
Reproduction of Drawings is forbidden without the
architects written permission.

This drawing may incorporate information from other
professionals. The architect cannot accept
responsibility for the integrity and accurancy of such
information. Any clarification and/or additions that are
required appertaining to such information should be
sought from the relevant profession or their
appointment representative as listed below.
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